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I. INTRODUCTION 
The Quality Assurance Report for the Central Analytical Laboratory 
(CAL) of the National Atmospheric Deposition Program (NADP)/National 
Trends Network (NTN) for the years 1978 through 1983 was published in 
May 1987 (1). That report detailed the early development of the 
laboratory quality assurance program. This report continues the 
documentation of that program as it was expanded and refined in 1984 and 
1985. 
This report follows the format established in the report for 
1978-1983. Section II documents the changes that occurred in the 
analytical methodology being used, in the laboratory staff, and in the 
laboratory facilities from January 1984 through December 1985. This is 
followed by the laboratory blank data (Section III). These data again 
resulted from the analyses of bucket leachates, filter leachates, and 
deionized water, providing the information necessary for assessing the 
potential contribution of sample collection and processing to the 
analyte concentrations found in the network samples. Quality control 
check sample (QCS) analyses continued to be utilized to quantify 
analytical bias and precision (Section IV). An internal blind program 
(Section IV) was introduced to provide another means of determining 
analytical bias and precision. Additional estimates of precision are 
achieved through replicate sample analyses (Section IV). The validity 
of these bias and precision estimates continues to be supported by the 
performance of the CAL in external quality assurance audits and 
interlaboratory testing programs (Section VI). Section V again details 
the criteria used to select samples for reanalysis and presents a 
discussion of the changes to the data that may result from this 
reanalysis process. Finally, an assessment of the performance of the CAL 
during 1984 and 1985 in following the guidelines set forth in the 1984 
QA Plan is presented in the summary (Section VII). 
In both 1984 and 1985, the laboratory was visited by members of the 
NADP Quality Assurance Steering Committee. The members of this 
committee, in conjunction with NADP Subcommittee 2 on Methods 
Development and Quality Assurance, advised the CAL on quality assurance 
(QA) program changes they felt would enhance the still developing 
program. By the end of 1984, the QA Steering Committee had produced the 
NADP Quality Assurance Plan (2), which provided formal guidelines for 
the laboratory quality assurance program. 
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II. LABORATORY QUALITY ASSURANCE PROGRAM 
A. GENERAL DESCRIPTION 
During 1984 and 1985 there were several changes at the CAL which 
affected the laboratory quality assurance program. These included the 
development of a methods manual for the analysis of precipitation (3); a 
change in the method used for the analysis of sulfate, nitrate, and 
chloride in precipitation samples in May 1985; and a move to new 
laboratory facilities in November 1985. This section addresses those 
changes and their impacts on the QA program. During this period, an 
internal blind sample submission procedure was developed, and changes 
were made to the existing procedures for replicate analyses. These 
changes are discussed in Section IV. 
1. Analytical Methods Manual 
Development of the analytical methods manual was made possible 
through funding from the U.S. Environmental Protection Agency. The 
laboratory manager and his staff at the Illinois State Water Survey were 
solely responsible for the resultant volumes. The manual provides 
complete procedures to be used for the analysis of precipitation 
samples. Included within Volume 1 are the procedures used by the CAL to 
determine analyte concentrations for the 11 parameters routinely 
analyzed in precipitation samples collected at NADP/NTN sites. Each 
method includes recommended quality control procedures specific to that 
method. 
During the development of this manual, the U.S. Environmental 
Protection Agency requested that the method detection limits (MDL) for 
each method described be calculated according to the formula derived by 
Glaser et al. (4). This formula, which can be found in the Glossary 
(Appendix A), uses the standard deviation of repeated measurements of a 
solution containing the analyte at a concentration near the expected 
MDL, rather than repeated analyses of a blank sample. The formula was 
first used to calculate the MDLs in 1985. The publication of this manual 
in March 1986 provided documented standard operating procedures (SOP) 
for the analytical methods in use at the CAL. With the addition of this 
and previously published quality assurance reports detailing the QA 
procedures in the laboratory, SOPs for the entire laboratory operation 
are now available. 
2. Anion Analysis by Ion Chromatography 
Until May 1985, the concentrations of sulfate, nitrate, and 
chloride in the network samples were measured by using automated wet 
chemical techniques. Before requesting approval from the NADP Technical 
Committee for the change to analysis of these three anions by ion 
chromatography (IC), the CAL undertook a methods comparison study to 
confirm the belief that the two methods produced comparable results. A 
detailed account of this methods comparison was prepared by Bachman (5) 
and the information presented to NADP Subcommittee 2 in November 1984. 
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The Subcommittee found that the differences between the data from the 
two methods was minimal and unimportant and recommended that the full 
Technical Committee approve the change as requested by the CAL. Approval 
by the full Technical Committee for the change in methods was also given 
in November 1984. 
As part of the comparison, 200 randomly selected precipitation 
samples were analyzed by both methods and the resulting analytical 
values compared. The plots in Figures II-1, II-2, and II-3 present the 
concentration ranges for sulfate, nitrate, and chloride, respectively. 
These plots also indicate how well the two methods compared at the 
different concentrations. Additionally, ten randomly selected 
precipitation samples were spiked with specified amounts of solutions 
containing known concentrations of the three anions. These spiked 
samples were analyzed and the percent recovery of the spiking solution 
calculated. Figure II-4 is a bar graph of the results from this 
comparison. The solutions used to spike the precipitation samples were 
labeled A for a solution containing low levels of the three analytes and 
B for one containing high levels. Results from the analysis by automated 
wet chemical methods are shown by the bars shaded with dots, and those 
resulting from analysis by 1C are shown by the bars with the diagonal 
lines. 
The plots in Figures II-1 through II-4 indicate that the data 
produced by the two methods for the analysis of both spiked and natural 
precipitation samples were comparable. Analysis using a paired t-test 
indicated a neglible, but statistically significant, difference at the 
95% confidence interval between the data produced by the two methods. 
The median concentration differences for all three anions were 0.05 mg/L 
or less. 
FIGURE II-1. Comparison of the data from the analysis of the sane 
precipitation sample by automated wet chemical methods 
(AC) and ion chromatograpy (IC) for sulfate. 
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FIGURE II-2. Comparison of the data from the analysis of the same 
precipitation sample by automated wet chemical methods 
(AC) and ion chromatograpy (IC) for nitrate. 
FIGURE II-3. Comparison of the data from the analysis of the same 
precipitation sample by automated wet chemical methods 
(AC) and ion chromatograpy (IC) for chloride. 
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FIGURE II-4. Comparison of the percent recovery data for spiked 
precipitation sample analyses by ion chromatography 
(diagonally striped bars) and automated wet chemical 
methods (dotted bars). Spiking solutions approximated 
the 25th (A) and 75th (B) percentile concentration levels 
of each analyte. 
The CAL requested this methods change for several reasons. The 
automated wet chemical methods were always susceptible to interferences 
from other ions that are sometimes present in precipitation. The wet 
chemical (AC) method used to determine the chloride content in pre-
cipitation samples measured the total concentration of all halogens 
present in the sample. This could lead to the reporting of chloride 
concentrations greater than those actually occurring in the sample. 
While nitrate was always the ion whose concentration was reported, the 
cadmium reduction method used to determine that value converted all 
nitrate ions found in the precipitation sample to nitrite ions. The 
resulting total nitrite ion concentration of the sample was then 
measured and reported as nitrate ion. Again, anomalous results would 
be reported whenever the sample contained measureable nitrite as well as 
nitrate. The principal interference in the sulfate determination was 
orthophosphate, which when present was measured as sulfate. By changing 
to analysis by IC these interferences were eliminated. In the IC 
method, each ion is eluted at a different rate and the ion 
concentrations are represented as discrete peaks on the chromatogram. 
The other reasons for the requested change in methods included 
safety and economic considerations. Some of the reagents needed for the 
automated wet chemical methods were often hazardous and expensive. Some 
were unstable and had to be prepared frequently. All were used in large 
quantities. With the change to IC, reagent preparation time decreased 
significantly. The reagent chemicals needed are inexpensive and safe, 
and the quantities needed are smaller than those required by the wet 
chemical methods. These factors coupled with the increased sensitivity 
of the method made the change to analysis by IC very desirable and 
prompted the request. 
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The different instrumentation also resulted in different method 
detection limits (MDL). These increased slightly for the nitrate and 
chloride analyses, and decreased significantly for sulfate. Table II-1 
lists the MDLs for 1984 and 1985 for all of the analytes routinely 
measured in precipitation samples. These new MDLs also reflect the new 
method of MDL calculation based on the formula used by Glaser et al. 
(4). The values listed in Table II-l show that this new method for 
determining the MDL resulted in the same MDLs for all analytes in 1985 
as in 1984. The differences seen In the MDLs for sulfate, nitrate, and 
chloride were due to the difference in instrument sensitivity. Finally, 
Figure II-5 is a sample processing flowchart for January 1981 through 
April 1985. With the change to analysis by IC in May, the flowchart 
became that depicted in Figure II-6. 
TABLE II-1 Method Detection Limits for the 
Analysis of Precipitation Saaples 
for 1984 and 1985. 
Analyte 
Method 
Detection 
Methoda Limit (MDL) (mg/L) Dates 
Calcium Flame 0.009 
Atomic 
Absorption 
1/84 - 12/85 
Magnesium Flame 0.003 
Atomic 
Absorption 
1/84 - 12/85 
Sodium Plane 0.003 
Atomic 
Absorption 
1/84 - 12/85 
PotassluD Flame 0.003 
Atomic 
Absorption 
1/84 - 12/85 
Ammonium Automated 0.02 
Phenate, 
Colorlmetric 
1/84 - 12/85 
Sulfate Automated 0.10 
Methyl Thymol 
Blue, 
Colorlmetric 
Ion Chromatography 0.03 
1/84 - 5/85 
5/85 - 12/85 
Nltrate-
Nltrite 
Automated 0.02 
Cadmium 
Reduction, 
Colorlmetric 
1/84 - 5/85 
Nitrate Ion Chromatography 0.03 5/85 - 12/85 
Chloride Automated 0.02 
Ferrlcyanlde, 
Colorlmetric 
Ion Chromatography 0.03 
1/84 - 5/85 
5/85 - 12/85 
Ortho-
phosphate 
Automated 0.003 
Ascorbic Acid, 
Colorlmetric 
1/84 - 12/85 
a. For a complete i 
Methods for the 
nethod description, see Development 
Collection and Analysis of Preclpl 
of Standard  
tatlon (3). 
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FIGURE II-5. Sample processing flowchart for January 1981 through 
April 1985. 
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FIGURE II-6. Sample processing flowchart for May 1985 through 
December 1985. 
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3. New Facilities 
The move to newly renovated facilities in November 1985 provided 
larger laboratories, a designated area for storage of supplies, and 
walk-in coolers for sample storage. The laboratory space not only 
increased, but also improved. Each analyst was consulted as to the 
design of his/her laboratory, and their suggestions were used to create 
large work areas that provided easy access to the instrumentation for 
servicing. 
Laminar flow clean air workstations were installed for use in 
sample processing and preparation to eliminate the possible intro-
duction of airborne contaminants into the samples. Introduction of 
external sources of contaminant gases and particulates was further 
eliminated by the positive pressure environment maintained in each 
laboratory and an extensive laboratory air filtration system. Disposable 
tacky floor mats were placed at the entrance of each laboratory to help 
reduce particulate loading. Two large walk-in coolers provide ample 
space for refrigerated storage of archival samples as well as site and 
laboratory supplies such as pH buffers and standard solutions. 
A new reverse osmosis (RO) deionizing water system, capable of 
producing 500 L of deionized water with a specific conductance of 
<1 uS/cm, daily was installed. Wall-mounted Barnstead Nanopure systems 
located in each laboratory continued to be used in conjunction with 
point of use 0.2 um filters. Finally, the laboratory and office areas 
were separated for most analysts. 
B. DATA AVAILABILITY 
The data presented in this report have been verified by either a 
double entry procedure or a visual check. The data have been stored 
in the CAL data base and are available upon request from the CAL 
Director. 
C. LABORATORY PERSONNEL 
All of the analysts who were on the CAL staff in December 1983 
remained during 1984 and 1985. Additional personnel were hired to 
accommodate the increasing shipping and receiving demands created by the 
network expansion. The only job reassignments were the result of the 
change in methods that occurred in 1985. The staff continued their 
educational development by attending manufacturers' training courses and 
workshops whenever possible. Table II-2 alphabetically lists the 
laboratory personnel who participated in the project during 1984 and 
1985. It also includes a brief description of each staff member's 
primary function within the program and shows the duration of his/her 
employment as part of the CAL. 
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TABLE II-2 Central Analytical Laboratory (CAL) 
Personnel Summary (1984-1985) -
Analytical Staff Only. 
Beth Allhands 
Sample Receipt and Processing 
(Februaury, 1984) 
Sue Bachman 
Ion Chromatography 
(August, 1980) 
Brlglta Demir 
NH4, NO3, Cl 
SO4, NO3, Cl 
(September, 1981) 
Pat Dodson 
Sample Processing 
(September, 1980) 
Clarence Dunbar 
Sample Receipt and Processing 
(July, 1981) 
Theresa Eckstein 
Sample Receipt 
(March, 1985) 
Jacqueline Lockard 
Quality Assurance 
(October, 1982) 
Mark Peden 
Laboratory Manager 
(July, 1978) 
Jackie Sauer 
Sample Processing, pH, 
Specific Conductance 
(September, 1983) 
Loretta Skowron 
Ca, Mg, Na, K 
(July, 1978) 
Mike Slater 
SO4, PO4 
NH4, PO4 
(September, 1979) 
Period of Service 
Staff Member/ 
Job Function 
(month, year)a 
1984 1985 
JFMAMJJASOND JFMAMJJASOND 
a. Date started with the CAL 
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III. LABORATORY BLANK DATA 
The data presented in this section were generated from analyses 
of the deionized (DI) water used by the laboratory, DI water left in a 
clean sample collection bucket for 24 hours, and DI water that had been 
filtered through a preleached 0.45 um Millipore (HAWP) filter. All the 
data obtained were used to define the potential contributions of the 
collection vessel and the sample processing procedures to the measured 
analyte concentrations in precipitation. The procedures used to obtain 
each blank sample type are described in the NADP/NTN Quality Assurance 
Report for 1978-1983 (1). The resultant analytical data are presented 
as graphs or in tables. 
A. BUCKET LEACHATES 
Since May 1982, the high density polyethylene sampling buckets used 
in the program have been cleaned in a commercial dishwasher. The wash 
cycle originally used city tap water with three deionized water rinses. 
In November 1984 the system was changed to use only deionized water for 
all cycles, both wash and rinse. To determine the contribution the 
container might make to the analyte concentrations, clean buckets and 
lids were randomly selected and used to establish container blanks. 
Either a 50 mL, 150 mL, or 500 mL portion of deionized water was poured 
into the test bucket, the lid was pounded on, and the water was left to 
equilibrate in the bucket. Three test buckets, each containing a 
different volume of DI, were inverted during this period of 
equilibration, and another three were allowed to remain in an upright 
position. After 24 hours, these bucket leachates were poured into DI 
water-washed 60 mL polyethylene (LPE) bottles and the concentration of 
analytes was determined. Figures 1 through 20 in Appendix B are plots of 
the analyte masses measured in these bucket blanks for 1984 and 1985. 
For all volumes of all types of bucket blanks, the measured 
orthophosphate concentrations were at or below the method detection 
limit; therefore, plots of orthophosphate masses are not included. The 
concentrations of the measured analytes have been converted to 
micrograms per bucket in order to place the data for all three volumes 
on the same plot. Mass per bucket is calculated by multiplying the 
analyte concentration in units of micrograms per milliliter by the 
sample volume in milliliters. A legend defining the symbols being used 
is presented with each series of analyte plots. The dashed line near the 
bottom of each plot represents the minimum detectable mass for that 
analyte. This minimum value was determined by multiplying the MDL, 
expressed as micrograms per milliliter, by 50 mLs. For all three 
volumes, values measured as less than the method detection limit were 
plotted on this line. Table 1 in Appendix B lists the MDL mass for all 
of the parameters for which there are bucket blank plots. 
Table III-1 presents annual median masses again expressed as 
micrograms per bucket, for both inverted and upright bucket blanks 
analyzed in 1984 and 1985. The data document high concentrations of 
analytes for 1984 and very small concentrations of analytes for 1985. 
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The source of these differences in concentrations was traced to a 
clogged spray arm in the dishwasher. The city tap water used in the wash 
cycle, which contains high levels of calcium, magnesium, and sodium, was 
not being completely removed by the three DI water rinses. To correct 
the situation and prevent it from recurring, the entire wash cycle was 
converted in November 1984 to utilize deionized water only. The median 
values for 1985 indicate that the problem was corrected and the bucket 
leachates now contain very limited amounts of all of the analytes of 
interest. 
TABLE III-1 Median Analyte Concentrations Expressed as 
Mass (ug)/Bucket Found in Upright and Inverted 
Bucket Blanks in 1984 and 1985. 
Upright Inverted 
Analyte 1984 1985 1984 1985 
Calcium 7.10 0.58 16.83 1.95 
Magnesium 4.62 0.30 9.17 1.38 
Sodium 9.58 0.47 20.57 1.45 
Potassium 1.68 0.18 3.20 0.43 
Ammonium 1.4 <1.0 1.3 <1.0 
Sulfate 8.9 <1.5 24.2 3.2 
Nitrate-
Nitrite 
<1.0 <1.5 1.5 <1.5 
Chloride 4.3 <1.5 14.6 1.8 
Ortho-
phosphate 
<0.15 <0.15 <0.15 <0.15 
pH (units) 5.97 5.59 6.24 5.75 
Specific 
Conductance 
(uS/cm) 
2.2 1.4 3.6 1.6 
In 1984, a decision was made to add the measurements of pH and 
specific conductance for these bucket leachates to the analysis for the 
other analytes. Figures 9 and 19 in Appendix B show that the pH of 
these samples is typically greater than pH 5.5. The expected pH for DI 
water in equilibrium with atmospheric CO2 would be approximately pH 
5.7. The deviation from that theoretical value is not very large and 
is accounted for by the presence of ions other than CO2 in the 
samples. The larger the concentration of other ions, the greater the 
variability in the measured pH. This is clearly evident in the two 
plots for pH. Figures 10 and 20 in Appendix B are plots of the measured 
specific conductance values. The expected specific conductance would be 
between 1 and 2 uS/cm. For the majority of the blanks, this is the 
case; however, these data follow the same patterns as do the data for 
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pH. Again, the presence of other ions in the precipitation results in 
specific conductance values higher than anticipated. As with the pH 
measurements, the higher the concentration of ions, the more variability 
seen in the specific conductance measurements. 
Concern about the collection bucket lid gasket as a potential 
source of contaminants continued and prompted two special studies to 
investigate the problem. In the first of these studies, the leaching 
effect of an acidic solution on the sample container was tested. Two 
dilute nitric acid solutions were substituted for the DI water that was 
routinely used for bucket leachate tests. One of the solutions had a pH 
of 4.30, and the other had a pH of 4.60. The standard three sample 
volumes were used and the acidic solutions were allowed to equilibrate 
in both inverted and upright clean buckets for the usual period of 24 
hours. Table III-2 gives the median analyte concentrations expressed as 
micrograms/bucket for these acid blanks. The calculated nitrate is 
160 ug for the pH 4.30 sample and 80 ug for the pH 4.60 sample. This 
leachate test was performed at two different times. The test using the 
pH 4.60 nitric acid solution took place in late 1983. During the 
testing period the dishwasher problems previously discussed had already 
begun. Elevated levels of analytes, particularly cations, that are 
evident in Table III-2 were most likely due to this problem. The test 
using the pH 4.30 solution was performed in 1985 when routine blanks 
indicated that the buckets were analyte free. Keeping the testing 
periods in mind, the analyte concentrations for these acid bucket 
leachates are similar to the concentrations found in the routine bucket 
blanks from the same period (Table III-1). 
The second study compared the data obtained from the analysis of 
blanks that utilized either DI water or a pH 4.30 QCS nitric acid as the 
leaching solutions. Again three sample volumes were used and some 
buckets were inverted while others remained upright. The variable being 
examined in this study was prolonged exposure of the bucket to the acid 
or the DI water. It was determined that the maximum time of travel for 
samples from network sites to the CAL was one week. The samples 
collected for this experiment remained in the buckets for one week to 
simulate this maximum time of contact with the container surface. All 
samples and buckets used for this test were prepared and analyzed in 
1985. Table III-3 presents the results of this experiment. These data 
indicate that prolonged exposure to the bucket surface (and particularly 
contact with the lid gasket that occurs when the bucket is inverted) may 
result in increased analyte concentrations in the sample. The upright 
blanks, . however, show that the actual risk of sample contamination from 
the collection container, even when there is prolonged exposure to the 
bucket surface, does not increase significantly with increased sample 
acidity. 
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TABLE III-2 Median Analyte Concentrations Expressed as 
Mass (ug)/Bucket Found in Upright and Inverted 
Bucket Blanks Using Dilute Nitric Acid as the 
Leaching Solution - One Day Equilibration. 
Upright Inverted 
Analyte 4.30 4.60 4.30 4.60 
Calcium 0.65 3.85 1.95 8.90 
Magnesium 1.45 2.10 2.90 4.20 
Sodium 6.50 8.00 6.05 16.90 
Potassium <0.15 6.60 1.50 17.83 
Ammonium <1.0 <1.0 <1.0 <1.0 
Sulfate <1.5 <5.0 5.5 <5.0 
Nitrate-
Nitrite 
161.0 80.0 162.0 80.0 
Chloride <1.5 9.0 <1.5 22.5 
Ortho-
phosphate 
<0.5 <0.15 <0.5 <0.15 
pH (units) 4.35 4.79 4.41 4.89 
Specific 
Conductance 
(uS/cm) 
20.0 9.1 18.9 7.1 
TABLE III-3 Median Analyte Concentrations Expressed as 
Haas (ug) /Bucket Found in Upright and Inverted 
Bucket Blanks Using Dilute Nitric Acid and 
Deionised Water as the Leaching Solutions -
One Week Equilibration. 
Upright Inverted 
Analyte DI 4.30 DI 4.30 
Calcium <0.45 <0.45 5.50 1.75 
Magnesium <0.15 0.90 5.01 1.40 
Sodium 0.45 1.50 0.80 1.35 
Potassium <0.15 <0.15 <0.15 <0.15 
Ammonium <1.0 <1.0 <1.0 <1.0 
Sulfate 7.5 <1.5 10.5 <1.5 
Nitrate-
Nitrite 
<1.5 161.0 <1.5 160.5 
Chloride <1.5 <1.5 <1.5 <1.5 
Ortho-
phosphate 
<0.5 <0.5 <0.5 <0.5 
pH (units) 5.56 4.35 6.20 4.38 
Specific 
Conductance 
(uS/cm) 
1.6 20.3 1.8 18.5 
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B. FILTER LEACHATES 
Two filter leachates were collected each week during 1984 and 1985. 
All filters are leached before use with a 250 mL aliquot of DI water. 
After this leaching procedure, a 50 mL portion of DI is poured through 
the same filter and this time the leachate collected for analysis. This 
is filter leachate A. A second 50 mL portion of DI is then poured 
through this same filter and the leachate again collected for analysis. 
This second sample is leachate B. Table III-4 provides the median 
concentrations of the analytes found in these leachates for 1984 and 
1985. More complete annual summaries of the analyses of these filter 
leachates can be found in Tables 2 through 6 in Appendix B. The data 
presented in these tables show the filters to be a negligible source of 
contamination. If elevated levels of analytes occur in these blank 
samples, it is usually in those analytes associated with human 
activities, namely sodium and chloride. The data do not show these 
increased analyte concentrations to be a constant problem, but they do 
appear in some degree in 50% of the A type filter leachates. The data 
also show that these problems disappear in the B leachates. As a result 
of this observation, in 1986 the CAL increased the initial leaching 
volume from 250 to 300 mL to further reduce the occurrence of this type 
of contamination. The routine weekly monitoring of these leachates 
continues as an integral part of the CAL quality assurance program. 
TABLE III-4 Median Analyte Concentration 
Found in Filter Leachates A and B 
for 1984 and 1985. 
Median Concentration (mg/L) 
Leachate A Leachate B 
Analyte 1984 1985 1984 1985 
Calcium <0.009 <0.009 <0.009 <0.009 
Magnesium <0.003 <0.003 <0.003 <0.003 
Sodium 0.004 0.010 <0.003 <0.003 
Potassium <0.003 <0.003 <0.003 <0.003 
Ammonium <0.02 <0.02 <0.02 <0.02 
Sulfate <0.10 <0.10 
<0.03 
<0.10 <0.10 
<0.03 
Nitrate-
Nitrite <0.02 <0.02 
<0.03 
<0.02 <0.02 
<0.03 
Chloride <0.02 <0.02 
<0.03 
<0.02 <0.02 
<0.03 
Orthophosphate <0.003 <0.003 <0.003 <0.003 
na 50 47 50 47 
a. number of analyses 
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C. DEIONIZED WATER 
The final routine quality control check was on the quality of the 
deionized water used throughout the laboratory. Although the purity of 
the water was monitored by daily checks of specific conductance through 
use of an in-line conductivity meter, the complete analysis of DI water 
samples was begun in 1980 and continues to the present. During 1984 and 
1985 weekly samples were routinely taken from both the sample processing 
laboratory and the atomic absorption laboratory for complete analysis. A 
description of the deionizing systems in use at the laboratory during 
1984 and 1985 can be found in the QA Report for 1978-1983 (1) and in the 
discussion of the new laboratory facilities in Section II of this 
report. 
Table III-5 lists the median analyte concentrations found in the 
deionized water used by the CAL in 1984 and 1985. Tables 7 through 11 in 
Appendix B contain more complete annual summaries of the data obtained 
from the analyses of this DI water. As with the filters, the laboratory 
deionized water has proven to be a negligible source of contamination. 
Analysis of deionized water used in the sample processing laboratory as 
well as of a DI water sample taken from one of the analytical labs at 
the CAL continues as part of the routine quality assessment program. 
TABLE III -5 Median Analyte Concentration Values 
for Deionized Water Blank for 1984-1985. 
Median Concentration Value (mg/L) 
Room 61a Room 129a 
Analyte 1984 1985 1984 1985 
Calcium <0.009 <0.009 <0.009 <0.009 
Magnesium <0.003 <0.003 <0.003 <0.003 
Sodium <0.003 <0.003 <0.003 <0.003 
Potassium <0.003 <0.003 <0.003 <0.003 
Ammonium <0.02 <0.02 <0.02 <0.02 
Sulfate <0.10 <0.10 
<0.03 
<0.10 <0.10 
<0.03 
Nltrate-
Nltrlte <0.02 <0.02 
<0.03 
<0.02 <0.02 
<0.03 
Chloride <0.02 <0.02 
<0.03 
<0.02 <0.02 
<0.03 
Orthophosphate <0.003 <0.003 <0.003 <0.003 
nb 49 41 29 37 
a. sample processing laboratory is 
spectroscopy laboratory is room 
b. number of analyses 
room 61, and 
129 
atomic absorption 
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IV. LABORATORY BIAS AMD PRECISION 
An essential part of every quality assurance program is the deter-
mination of the accuracy of the measurements being made by the labora-
tory. For the years 1984 and 1985, the CAL used data obtained from 
replicate analyses of Quality Control Check Samples (QCS) as one means 
of assessing analytical bias and precision. These QCS were either 
internally formulated solutions or dilutions of mineral and nutrient 
concentrates provided by the United States Environmental Protection 
Agency, EMSL-Cincinnati, Ohio. Additional information regarding 
laboratory precision was obtained through the analysis of replicate 
samples, i.e., the analysis of two aliquots of the same sample. The 
third means employed by the CAL for data assessment was the use of 
samples with known analyte concentrations that were submitted as blinds 
to the analysts. This section contains descriptions of the samples used 
by the CAL to assess laboratory performance. Summary tables and plots of 
the analyses of these samples are provided in this report accompanied by 
a discussion of what the data indicate about the performance of the 
Central Analytical Laboratory. 
A. QUALITY CONTROL CHECK SAMPLE DATA 
As was the case during the previous six-year period, the QCS used 
by the laboratory were internally formulated samples to monitor the pH 
and specific conductance measurements, and dilutions of the USEPA 
mineral and nutrient concentrates to monitor the remaining parameters. 
The laboratory diluted the EPA sample concentrates so the resulting 
concentration for the analyte being monitored fell near the 25th and 
75th percentiles for the NADP/NTN network samples. The percentile 
concentration values for all the routinely analyzed precipitation 
parameters for the years 1984 and 1985 are given in Table IV-1 and 
Table IV-2. 
A minimum volume of 35 mL of sample is necessary for a complete 
analysis of all eleven precipitation parameters. Samples containing less 
than 35 mL are diluted as indicated in Figures II-1 and II-2. Because of 
this processing procedure, only samples which were greater than 35 mL in 
volume have been included in the preparation of the percentile 
concentration tables. 
During 1984 and 1985 the network continued to expand primarily 
westward. By the end of 1985 there were nearly 200 sites in operation 
throughout the country, including ones in Alaska, Hawaii, and Puerto 
Rico. An examination of the percentile concentration values indicates 
that differences in the ionic concentrations during this period occurred 
only for the major cations. The concentrations measured in 1984 are 
greater than those found in 1985. Some of these differences may have 
been the result of the bucket washing problem that occurred in 1984. 
This problem was explained in more detail in Section III of this report. 
The elimination of the problem is most obvious in the bucket blank plots 
for 1985 that are found in Appendix B. 
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TABLE IV-1 Percentile Concentration Values of Cheaical and 
Physical Parameters Measured in Precipitation - 1984. 
Parameter 
Percentile Concentration Values (mg/L) 
Min. 5th 10th 25th 50th 75th 90th 95th 99th Max. 
Ca <0.009 0.030 0.050 0.080 0.170 0.380 0.760 1.20 2.82 22.8 
Mg <0.003 0.013 0.016 0.026 0.047 0.094 0.201 0.296 0.603 2.3 
K <0.003 0.008 0.010 0.017 0.030 0.061 0.125 0.186 0.447 5.8 
Na <0.003 0.027 0.035 0.059 0.118 0.269 0.625 1.05 3.14 10.8 
NH4 <0.02 <0.02 <0.02 0.08 0.19 0.40 0.69 0.95 1.62 3.5 
NO3 <0.02 0.15 0.27 0.58 1.13 1.99 3.13 4.11 6.70 27.4 
Cl3 <0.02 0.06 0.08 0.11 0.19 0.39 0.93 1.63 6.13 37.8 
SO4 <0.10 0.39 0.50 0.83 1.49 2.65 4.27 5.68 9.51 45.7 
PO4 <0.003 <0.003 <0.003 <0.003 <0.003 <0.003 0.006 0.009 0.013 12.6 
pH (units) 2.98 4.01 4.15 4.38 4.80 5.46 6.08 6.34 6.80 7.85 
Specific 
Conductance 1.6 3.7 5.0 8.5 15.2 26.9 42.4 54.2 91.2 566.8 
(uS/cm) 
Source: National Atmospheric Deposition Program (NADP) 
1984 - wet side samples 
Number of samples = 5450 
TABLE IV-2 Percentile Concentration Values of Chenical and 
Physical Parameters Measured in Precipitation - 1985. 
Parameter 
Percentile Concentration Values (mg/L) 
Min. 5th 10th 25th 50th 75th 90th 95th 99th Max. 
Ca <0.009 0.030 0.040 0.060 0.140 0.290 0.610 0.930 2.09 14.9 
Mg <0.003 0.010 0.014 0.021 0.037 0.071 0.135 0.200 0.416 1.4 
K <0.003 0.004 0.006 0.012 0.025 0.049 0.100 0.153 0.383 2.9 
Na <0.003 0.015 0.020 0.036 0.075 0.185 0.480 0.881 2.59 10.80 
NH4 <0.02 <0.02 <0.02 <0.02 0.16 0.37 0.65 0.92 1.79 7.4 
NO3 <0.03 <0.03 0.12 0.48 1.05 1.84 3.05 4.09 7.23 25.4 
Cl <0.03 <0.03 0.05 0.09 0.17 0.36 0.86 1.53 4.70 20.9 
SO4 <0.10 0.24 0.35 0.71 1.41 2.55 4.01 5.32 8.73 30.5 
PO4 <0.003 <0.003 <0.003 <0.003 <0.003 <0.003 0.009 0.012 0.028 2.2 
pH (units) 3.38 4.03 4.14 4.37 4.76 5.30 5.89 6.25 6.73 7.7 
Specific 
Conductance 1.6 3.6 4.9 8.1 15.0 26.6 41.1 52.8 87.6 262.2 
(uS/cm) 
Source: National Atmospheric Deposition Program (NADP) 
1985 - wet side samples 
Number of samples = 6089 
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As the network expanded, the number of precipitation samples being 
collected and analyzed increased. This resulted in an increase in the 
number of analyses of quality control samples as well. The program grew 
in terms of the quantity of quality assessment data being produced but 
did not change in the types of samples being analyzed to produce these 
data. The following subsections describe the quality control solutions 
used by the laboratory, present summary tables of the data that resulted 
from their analysis, and provide an explanation of what these data imply 
about the performance of the CAL. 
1. Solutions Used 
Since 1981, a dilute nitric acid solution (5.01 x 10-5 N HNO3) 
prepared by the CAL has been used to monitor pH and specific conductance 
measurements. The solution preparation is verified by measuring the pH 
and specific conductance and by analysis colorimetrically or 
chromatographically for N03 and titrimetrically for acidity. The 
information obtained from these determinations is used to derive the 
calculated pH and specific conductance values. The solution must have a 
calculated pH of 4.30 ± 0.03 and a calculated specific conductance of 
21.8 ± 2 uS/cm to be considered suitable for use in both the 
laboratory and the field. 
Also-4 since 1981, a dilute potassium chloride solution 
(5.0 x 10 N KC1) formulated and prepared at the CAL has been used 
both to calibrate the conductivity bridge and cell and to monitor pH 
measurements at a second concentration level. The accuracy of this 
preparation is determined by measurement of pH and specific conductance, 
colorimetric or chromatographic determination of the chloride 
concentration, and analysis of the potassium concentration by flame 
atomic absorption spectroscopy. These analytical data are used to 
calculate the pH and specific conductance of the preparation. Although 
this is a stable solution, its calculated pH of 5.63 falls within the 
range of pH at which the effects of atmospheric carbon dioxide 
fluctuations can be significant. For that reason the range of acceptable 
readings for pH is 5.63 ± 0.3 pH units. The acceptable range for the 
calculated specific conductance is 74.8 ± 2 uS/cm. 
The bias and precision of the remaining analytical parameters were 
monitored by performing replicate analyses of dilute QCS solutions 
prepared from USEPA mineral and nutrient concentrates. The mineral 
sample was used to prepare QCS solutions for calcium, magnesium, sodium, 
potassium, sulfate, and chloride. The QCS solutions for nitrate-
nitrite, ammonium, and orthophosphate were made by diluting the USEPA 
nutrient concentrates. Two QCS solutions were prepared for each analyte. 
One solution approximated the 25th percentile concentration found for 
the specified analyte, and the other approximated the 75th. 
2. Analytical Bias and Precision Tables 
The formulas used to calculate the bias and precision data can be 
found in the Glossary (Appendix A). All data presented for the 
measurement of pH required the conversion of the measurements from pH 
units to hydrogen ion content as microequivalents per liter before these 
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formulas could be employed. Table IV-3 lists several pH values and their 
corresponding hydrogen ion content. The summaries of pH data present the 
mean and standard deviation values in both pH units and microequivalents 
per liter. The percent bias and percent relative standard deviation 
(RSD) values are calculated by using the hydrogen ion concentration 
only. 
TABLE IV-3 Selected pH Values and the Corresponding 
Hydrogen Ion Content Expressed as 
Microequivalents per Liter. 
pH 
(units) 
Hydrogen Ion 
(ueq/L) 
3.50 316.2 
4.00 100.0 
4.30 50.1 
4.50 31.6 
4.70 20.0 
5.00 10.0 
5.30 5.0 
5.50 3.2 
5.70 2.0 
Tables IV-4 and IV-5 were prepared from the data obtained from 
replicate analysis of QCS solutions. For all parameters except pH and 
specific conductance, at least one QCS was analyzed with each group of 
twelve precipitation samples. For pH and specific conductance 
measurements, the frequency was approximately one QCS measured for every 
twenty precipitation samples. The annual summaries of bias and precision 
for each parameter were produced by using the results obtained from the 
statistical analysis of these QCS data. These tables provide one means 
of assessing the quality of the analytical data produced at the CAL by 
presenting summaries of the analyses of solutions whose analyte 
concentrations were known to each analyst. 
As mentioned before, the primary source of the QCS being analyzed 
was the USEPA. With each of the mineral and nutrient concentrates that 
it supplies, the USEPA provides directions for sample preparation plus a 
data sheet which lists an expected analyte concentration, a mean analyte 
concentration with a standard deviation, and a confidence interval for 
the analyte concentrations that should result after dilution. These mean 
and standard deviation values were obtained from statistical analysis of 
the data received from USEPA-sponsored interlaboratory performance 
studies (6). Summaries of the data obtained from these performance 
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TABLE IV-4 Analytical Bias and Precision for 
1984 - Determined from Analysis of 
Quality Control Check Samples. 
Parameter 
Theoretical 
Concentration, 
mg/L 
Measured 
Concentration, 
mg/L 
Precision 
Bias s RSD 
na mg/L % mg/L % 
Critical 
Statistically 
Significant 
Bias?b 
Calcium 0.053 0.050 473 -0.003 -5.7 0.003 b.O 2.2 YES 
0.067 0.065 37 -0.002 -3.0 0.002 3.1 2.7 YES 
0.317 0.322 36 0.005 1.6 0.003 0.9 1.4 YES 
0.402 0.414 478 0.012 3.0 0.004 1.0 1.5 YES 
Magnesium 0.018 0.017 474 -0.001 -5.6 0.001 5.9 3.1 YES 
0.024 0.024 37 0.000 0.0 0.001 4.2 3.8 NO 
0.070 0.070 36 0.000 0.0 0.001 1.4 2.5 NO 
0.083 0.084 473 0.001 1.2 0.001 1.2 2.0 NO 
Sodium 0.071 0.071 32 0.000 0.0 0.001 1.4 1. 7 NO 
0.083 0.084 467 0.001 1.2 0.002 2.4 1.7 NO 
0.395 0.403 32 0.008 2.0 0.003 0.7 1.3 YES 
0.459 0.477 468 0.018 3.9 0.004 0.8 1.3 YES 
Potassium 0.017 0.017 32 0.000 0.0 0.001 5.9 3.9 NO 
0.021 0.020 466 -0.001 -4.8 0.001 5.0 2.7 YES 
0.074 0.072 33 -0.002 -2.7 0.001 1.4 2.3 YES 
0.100 0.094 465 -0.006 -6.0 0.002 2.1 2.2 YES 
Ammonium 0.36 0.37 294 0.01 2.8 0.01 2.7 1.2 YES 
1.23 1.24 302 0.01 0.8 0.03 2.4 0.8 NO 
Sulfate 0.92 0.91 475 -0.01 -1.1 0.08 8.8 1.6 NO 
6.86 7.30 476 0.44 6.4 0.30 4.1 4.4 YES 
Nitrate 0.62 0.63 298 0.01 1.6 0.02 3.2 1.4 YES 
3.14 3.11 310 -0.03 1.0 0.07 2.3 1.3 NO 
Chloride 0.86 0.87 292 0.01 1.2 0.02 2.3 0.9 YES 
1.80 1.85 291 0.05 2.8 0.03 1.6 1.4 YES 
Ortho-
phosphate 0.15 0.14 468 -0.01 -8.5 0.01 7.1 2.3 YES 
0.22 0.20 467 -0.02 -7.0 0.02 10.0 2.1 YES 
pH units 4.30 4.32 222 0.02 0.02 
(ueq/L) (50.1) (48.0) (-2.1) -4.2 (2.4) 5.0 6.3 NO 
5.63 5.44 222 -0.19 0.05 
(2.3) (3.5) (1.2) 52.2 (0.4) 11.4 88.4 NO 
Specific 21.8 21.0 222 -0.8 -3.7 0.6 2.9 6.3 NO 
Conductance 
(uS/cm) 
a. number of replicates 
b. 95% confidence level 
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Calcium 0.053 
0.402 
0.053 
0.409 
512 
503 
0.000 
0.007 
0.0 
1.7 
0.002 
0.004 
3.8 
1.0 
2.1 
1.5 
NO 
YES 
Magnesium 0.018 
0.083 
0.01b 
0.083 
537 
S38 
0.000 
0.000 
0.0 
0.0 
0.001 
0.001 
5.6 
1.2 
3.1 
2.0 
NO 
NO 
Sod 1 urn 0.083 
0.459 
0.083 
0.475 
485 
507 
0.000 
0.016 
0.0 
3.5 
0.001 
0.004 
1.2 
0.8 
1.7 
1.3 
NO 
YES 
Potassium 0.021 
0.100 
0.022 
0.094 
489 
485 
0.002 
-0.006 
4.8 
-6.O 
0.002 
0.002 
9.1 
2.1 
2.8 
2.2 
YES 
YES 
Amnion i um 0.19 
0.36 
0.98 
1.22 
0.18 
0.36 
0.92 
1.23 
215 
82 
224 
81 
-0.01 
0.00 
-0.06 
0.01 
-5.3 
0.0 
-6.1 
0.8 
0.02 
0.02 
0.05 
0.02 
11.1 
5.6 
5.4 
1.6 
2.6 
1.7 
1.1 
O.d 
YES 
NO 
YES 
NO 
Sulfate 0.69 
0.92 
3.43 
6.86 
0.72 
0.92 
3.69 
7.13 
340 
655 
122 
172 
0.03 
0.00 
0.26 
0.27 
4.4 
0.0 
7.6 
3.9 
0.03 
0.04 
0.11 
0.11 
4.2 
4.4 
3.0 
1.5 
4.4 
1.4 
4.4 
4.4 
NO 
NO 
YES 
NO 
Nitrate 0.62 
0.80 
3.14 
3.54 
0.63 
0.81 
3.11 
3.63 
88 
509 
88 
438 
0.01 
0.01 
-0.03 
0.09 
1.6 
1.3 
1.0 
2.5 
0.02 
0.02 
0.07 
0.13 
3.2 
2.5 
2.3 
3.6 
1.5 
1.6 
1.4 
0.8 
YES 
NO 
NO 
YES 
Chloride 0.18 
0.86 
1.80 
0.18 
0.87 
1.87 
132 
584 
360 
0.00 
0.01 
0.07 
0.0 
1.2 
3.9 
0.02 
0.03 
0.04 
11.1 
3.5 
2.1 
2.4 
0.9 
1.4 
NO 
YES 
YES 
Ortho-
phosphate 0.03 
0.06 
0.12 
0.15 
0.21 
0.22 
0.03 
0.05 
0.12 
0.13 
0.19 
0.20 
151 
161 
84 
59 
84 
74 
0.00 
-0.01 
0.00 
-0.02 
-0.02 
-0.02 
0.0 
-19.4 
0.0 
-15.0 
-8.2 
-7.0 
0.01 
0.01 
0.01 
0.01 
0.02 
0.01 
33.3 
20.0 
8.3 
7.7 
10.5 
5.0 
6.9 
5.2 
3.9 
3.2 
2.9 
2.2 
NO 
YES 
NO 
YES 
YES 
YES 
pH units 
(ueq/L) 
4.30 
(50.1) 
5.63 
(2.3) 
4.32 
(47.3) 
5.43 
(3.7) 
248 
248 
0.02 
(-2.8) 
-0.20 
(1.4) 
-5.6 
60.9 
0.02 
(3.2) 
0.06 
(0.5) 
6.8 
13.5 
6.3 
88.4 
NO 
NO 
Specific 21.8 
Conductance 
(uS/cm) 
21.5 248 -0.3 -1.4 0.6 2.8 6.3 NO 
TABLE IV-5 Analytical Bias and Precision for 
1985 - Determined from Analysis of 
Quality Control Check Samples. 
Theoretical Measured Precision Statistically 
Concentration, Concentration, Bias s BSD Critical Significant 
Paraneter mg/L mg/L na mg/L % mg/L % % Bias?b 
a. number of replicates 
b. 95% confidence level 
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studies can be obtained from the USEPA, EMSL-Cincinnati, Ohio. In Tables 
IV-4 and IV-5, the USEPA mean is listed in the theoretical concentration 
column and is used to calculate the analytical bias values. The last 
column of the tables indicates whether the bias that has been calculated 
from the CAL data is or is not statistically significant. To determine 
this, a t-test was used to compare the mean values measured at the CAL 
to those provided by the USEPA on its data sheets. This comparison 
resulted in the critical percent value which is listed in Table IV-4 
and Table IV-5. Whenever the calculated percent bias for a measured 
parameter was greater than or equal to the critical percent, that bias 
was considered to be statistically significant. The formula used for 
the calculation of the critical percent is listed in the Glossary 
(Appendix A). 
3. Discussion of Results 
A review of Tables IV-4 and IV-5 indicates few problems with 
analytical bias during 1984 and 1985. Although the results of the t-test 
show that the deviation of the CAL mean from the theoretical value 
(USEPA mean) was often statistically significant, the actual percent 
bias is <5% for 76% of the 29 measured parameters in 1984 and for 69% of 
the 32 measured parameters in 1985. For those parameters whose percent 
bias measures >5%, that greater percentage difference often represents a 
very small difference in the actual analyte concentration. This is 
particularly true when the analyte concentrations are very low, as are 
those that fall near the 25th percentile levels. As analyte 
concentrations decrease, the degree of difficulty in obtaining accurate 
dilutions increases. Increased variability of the analytical 
measurements (decreased precision) is also typically present for samples 
containing very small amounts of analyte. 
The data presented in Table IV-4 for 1984 indicate that most of the 
measured parameters are statistically biased. A closer look at the 
actual concentrations show that the only areas where problems may really 
exist are with orthophosphate and pH measurements. The bias in the 
orthophosphate measurements is negative. This is most likely due to the 
instability of the orthophosphate ion. Both fresh dilutions of stock QCS 
and standards are prepared every three days to eliminate this problem. 
The data show that this procedure has been effective and that the 
percent bias and the percent relative standard deviation are ≤10%. The 
large bias in the pH 5.63 QCS is principally due to the allowable 
inaccuracy in the sample preparation. The deviation in pH units is 
within the desired limits (± 0.03 pH units) for sample use. These 
limits were discussed earlier in this section. The bias and precision 
calculations, however, were performed by using the hydrogen ion 
concentration. The result is alarmingly large bias percentages and 
relative standard deviation. This pH (5.63) corresponds to only 2.3 ueq 
of hydrogen ion. Very small changes in the pH and the calculated 
hydrogen ion content will result in a very large percent bias. 
In 1985, problems again occur in the orthophosphate and the pH 
measurements. The reasons for these deviations are the same as those to 
which the differences were attributed in 1984. In 1985 the concentration 
of the orthophosphate QCS was lowered to better simulate the analyte 
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the bias and precision. Finally, it should be noted that during both 
1984 and 1985, the analytical bias and precision measurements for all 
analytes measured at the CAL were within the acceptable limits specified 
in the Quality Assurance Plan (2). 
B. REPLICATE SAMPLE DATA 
From the inception of the program, replicate samples were analyzed 
and the data used to evaluate laboratory precision. These splits were 
made in the sample processing section of the lab. Three filtered 60 mL 
aliquots were collected from 4% percent of the precipitation samples 
arriving at the CAL. The same laboratory sample number was given to each 
of the samples, with the first aliquot taken being designated A and the 
second, B. The third aliquot was refrigerated for storage in the sample 
archives. Samples A and B were subsequently placed side by side on a 
sample tray and submitted for analysis. Typically, the analysis of the B 
sample immediately followed analysis of the A sample. The fact that 
these were two aliquots of the same sample was known to all of the 
analysts. 
In July 1984 a change was made in the replicate procedures. Four 
percent of the samples received by the CAL continued to be split into 
three 60 mL portions. Half of these splits were treated as described 
above and labeled with an NADP/NTN sample number followed by an A or a 
B. The other half were labeled and analyzed very differently. The first 
and third aliquots were labeled with the NADP/NTN sample number. The 
first aliquot was placed on the sample tray and sent to the laboratory 
for analysis. The third aliquot was put into refrigerated storage. The 
second aliquot was returned to the receiving area where it was given a 
new sample number. This step could require one or two days, after which 
the sample would be placed on the tray being sent for analyses. Careful 
records were maintained by the Quality Assurance Specialist and the data 
processing staff to assure that the original sample number and the new 
sample number were available for later use in interpreting the results 
of these replicate analyses; however, these samples remained blind to 
the analysts. After all analyses had been performed, but before the 
data were entered into the computer, the sample number was changed on 
the second aliquot to the original sample number followed by a Q. These 
blind splits will subsequently be referred to as O/Q pairs. 
This section of the report discusses the plots of the data derived 
from both the A/B and the O/Q replicate analyses. The plots are 
presented as Figures 1 through 40 in Appendix C. They are arranged by 
parameter, with each figure representing one year's analyses. They are 
also grouped by split type with all of the A/B data presented first, and 
followed by those for the O/Q pairs. Interpretation of the data and a 
summary statement about laboratory precision for 1984 and 1985 are 
included. 
1. Range Selection 
The figures in Appendix C are plots of the concentration differ-
ences between replicate samples A and B (or O and Q) in mg/L versus the 
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average c o n c e n t r a t i o n s of A and B ( o r O and Q) in mg/L. The d i f f e r e n c e s 
a r e always c a l c u l a t e d by us ing the formula [ a n a l y t e c o n c e n t r a t i o n of A 
(O) minus a n a l y t e c o n c e n t r a t i o n of B (Q) ] . The average is [ ana ly t e con-
c e n t r a t i o n of A (O) p lus a n a l y t e c o n c e n t r a t i o n of B (Q)] d iv ided by 2. 
To f a c i l i t a t e the u s e f u l n e s s of the p l o t s , the y e a r l y a s se s smen t s for 
each ion have been s p l i t i n t o two s e c t i o n s . A median c o n c e n t r a t i o n for 
the two-year pe r iod was determined for each a n a l y t e . The f i r s t p l o t in 
each f i g u r e inc ludes the range from O mg/L to the median c o n c e n t r a t i o n 
of the ana ly t e of i n t e r e s t . The second p l o t s of the f i g u r e s begin with 
t h e 5 0 t h p e r c e n t i l e c o n c e n t r a t i o n v a l u e and c o n t i n u e t o t h e 9 5 t h 
p e r c e n t i l e concen t r a t i on of t h a t a n a l y t e found in the r e p l i c a t e samples 
analyzed during the p e r i o d . Table IV-6 l i s t s the 50th p e r c e n t i l e and the 
95 th p e r c e n t i l e c o n c e n t r a t i o n s f o r each a n a l y t e f o r t h e r e p l i c a t e 
samples analyzed in 1984 and 1985. 
2. Tables and Plots 
F i g u r e s 1 th rough 40 in Appendix C a r e p l o t s of t h e d i f f e r e n c e s 
found at the CAL between two a l i q u o t s (A/B) of the same p r e c i p i t a t i o n 
sample a n a l y z e d in s u c c e s s i o n , and two a l i q u o t s (O/Q) of the same 
p r e c i p i t a t i o n sample analyzed a t d i f f e r e n t t i m e s . The p l o t s are grouped 
by a n a l y t e , and each f i g u r e c o n t a i n s both low and h igh c o n c e n t r a t i o n 
p l o t s for a s i n g l e y e a r . P l o t s of the d i f f e r e n c e between A and B (or O 
and Q) a re presented for a l l a n a l y t e s except o r thophospha t e . The number 
TABLE IV-6 Fiftieth and Ninety-fifth Percentile Concentration Values 
of Chemical and Physical Parameters Measured in Precipitation 
Samples Selected for Replicate Analyses in 1984-1985. 
Parameter 
Percentile Concentration Values (mg/L) 
50th 95th 
Calcium 0.100 1.00 
Magnesium 0.035 0.225 
Sodium 0.075 0.750 
Potassium 0.025 0.125 
Ammonium 0.15 1.50 
Sulfate 1.20 6.00 
Nitrate 1.00 5.00 
Chloride 0.15 3.00 
pH (units) 4.50 3.64 
Specific 
Conductance (uS/cm) 15.0 75.0 
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of p r e c i p i t a t i o n samples c o n t a i n i n g o r t h o p h o s p h a t e i s s m a l l , and the 
number o f r e p l i c a t e s a m p l e s c o n t a i n i n g d i f f e r e n c e s g r e a t e r t h a n 
0.000 mg/L in the or thophosphate concen t r a t i ons is even s m a l l e r . For the 
A/B r e p l i c a t e p a i r s , 88.3% of the samples analyzed in 1984 and 85.4% of 
those analyzed in 1985 conta ined no measureable o r t h o p h o s p h a t e . Of the 
11.7% of the samples ana lyzed in 1984 and the 14.6% a n a l y z e d in 1985 
c o n t a i n i n g o r t h o p h o s p h a t e , the d i f f e r e n c e between the o r t h o p h o s p h a t e 
c o n c e n t r a t i o n measured in samples A and B was 0.000 mg/L for a l l but 2% 
of t h e s a m p l e s . For t h e O/Q r e p l i c a t e p a i r s , 77.8% of t h e s amples 
a n a l y z e d in 1984 and 77.3% of t h o s e a n a l y z e d in 1985, c o n t a i n e d no 
measureable o r t h o p h o s p h a t e . Of t h e 22.% (1984) and 22.7% (1985) of the 
O/Q p a i r s that conta ined the a n a l y t e , a l l had d i f fe rences of 0.000 mg/L. 
P lo t s of these d i f fe rences were deemed unnecessary. 
Table IV-7 l i s t s the mean d i f f e r e n c e s for each ana ly te for both A/B 
and O/Q sample p a i r s for the two y e a r s . Tables 1 through 4 in Appendix C 
present complete annual s t a t i s t i c a l summaries of the d i f f e rences p l o t t e d 
in Figures 1 through 40. 
3. Discussion of Results 
The da ta presented in both the f i gu re s and the t a b l e s i n d i c a t e t h a t 
t he p r e c i s i o n at t h e CAL f o r s p l i t s ana lyzed in succe s s ion was always 
very good. The d i f f e r e n c e s a r e almost always wi th in th ree t imes the MDL 
TABLE IV-7 Mean Differences for Replicate Analyses 
of Precipitation Samples for 1984-1985. 
Para 
Mean Difference (mg/L) 
1984 1985 
meter (A/B)a (O/Q)b (A/B)a (O/Q)b 
Calcium 0.001 -0.003 0.000 -0.001 
Magnesium 0.000 -0.001 0.000 0.000 
Sodium 0.000 0.007 0.000 0.000 
Potassium 0.000 -0.006 -0.001 0.000 
Ammonium 0.00 0.00 0.00 0.00 
Sulfate 0.01 0.01 -0.01 -0.01 
Nltrate-
Nltrlte 0.00 0.01 -0.01 -0.01 
Chloride 0.00 0.01 0.00 0.01 
pH (units) 0.00 -0.01 0.00 -0.01 
Specific 
Conductance (uS/cm) -0.1 -0.2 0.0 -0.1 
nc 231 108 177 176 
a. (A/B) 
b. (O/Q) 
c. nunber 
= allquots 
= allquots 
times 
of replicate 
of 
of 
same 
same 
pairs 
precipitation 
precipitation 
sample 
sample 
analyzed in 
analyzed at 
succession 
different 
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f o r each a n a l y t e and in most c a s e s a r e w i t h i n two t i m e s t h e MDL. 
P r e c i s i o n of t h i s q u a l i t y is what should be expected for these types of 
analyses where the analyses are performed in success ion . 
The O/Q p a i r s show l a r g e r d i f f e r e n c e s between the two ana ly se s or 
l e s s p r e c i s i o n in the measurements. This is what would be p r e d i c t e d of 
sample p a i r s analyzed as b l inds and at d i f f e r e n t t i m e s . The time per iod 
between the analyses of the two samples may be s u f f i c i e n t for changes in 
the i o n i c composition of the sample to occur . Despi te t h i s p o s s i b i l i t y , 
a comparison of the d i f f e r e n c e s found in both the A/B and the O/Q p a i r s 
fo r 1984 and 1985 i n d i c a t e s t h a t t h e p r e c i s i o n for t h e s e samples i s 
s a t i s f a c t o r y for a l l a n a l y t e s . 
C. INTERNAL BLIND SAMPLE DATA 
In J u l y 1984 an i n t e r n a l b l i n d sample program was s t a r t e d to 
p rov ide s t i l l ano the r means of a s s e s s i n g the q u a l i t y of the CAL d a t a . 
Samples of known a n a l y t e c o n c e n t r a t i o n s were p repa red by t h e Q u a l i t y 
Assurance S p e c i a l i s t and submi t ted to the sample p roces s ing s t a f f at a 
f requency of two samples per week. In the p r o c e s s i n g l a b o r a t o r y , the 
s amp le s r e c e i v e d an NADP/NTN sample i d e n t i f i c a t i o n number , and an 
a l i q u o t of each was removed f o r l a t e r measurement of pH and s p e c i f i c 
c o n d u c t a n c e . The samples were f i l t e r e d , p laced on a sample t r a y , and 
sent to the a n a l y t i c a l s ta f f for rou t ine a n a l y s i s . 
Although the sample p r o c e s s i n g s t a f f were aware of the f a c t t h a t 
t h e s e were not p r e c i p i t a t i o n s amp le s , they did not know the expec ted 
a n a l y t e c o n c e n t r a t i o n s of the s a m p l e s . The remain ing CAL a n a l y t i c a l 
s t a f f were no t on ly unaware of the a n a l y t e c o n c e n t r a t i o n s of t h e s e 
s a m p l e s , b u t were a l s o unaware w h i c h s a m p l e s o n t h e t r a y s were 
s y n t h e t i c . 
The fo l lowing s e c t i o n s of t h i s r e p o r t p rov ide more d e t a i l on the 
samples t h a t were used in t h e i n t e r n a l b l i n d p rogram. Tab les o f the 
a n a l y t i c a l b i a s and p r e c i s i o n c a l c u l a t e d from the da ta r e s u l t i n g from 
the a n a l y s i s of these samples, as wel l as a d i s c u s s i o n of what the data 
in these t ab l e s i n d i c a t e about the performance of the CAL, are inc luded . 
1. Solutions Used 
Samples of known ana ly te concen t r a t i ons were obtained from the U.S. 
E n v i r o n m e n t a l P r o t e c t i o n Agency i n R e s e a r c h T r i a n g l e P a r k , Nor th 
C a r o l i n a . These s a m p l e s were o r i g i n a l l y p r e p a r e d f o r a USEPA/WMO 
l a b o r a t o r y in te rcompar ison t h a t took p lace in October 1983. The samples 
c o n t a i n a l l o f the r o u t i n e p a r a m e t e r s , except fo r o r thophospha te , t h a t 
a re determined in the network samples . The ana ly t e concen t r a t ion l e v e l s 
a r e comparable to t hose found in t h e network s a m p l e s . Both of t h e s e 
f a c t o r s made these samples p r e f e r a b l e to samples t h a t were d i l u t i o n s of 
the EPA dr inking water reference samples used as QCS. 
Three d i f f e r e n t samples , w i th d i r e c t i o n s for d i l u t i o n and a t a b l e 
o f a n a l y t e c o n c e n t r a t i o n s t h a t should r e s u l t from the d i l u t i o n , were 
s u p p l i e d to t h e CAL. These samples had been checked by the USEPA for 
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both accuracy and s t a b i l i t y . The s t a b i l i t y was also monitored by the CAL 
QA Spec ia l i s t , and new di lu t ions were made whenever warranted. Only one 
l i t e r of each sample was prepared because of the presence of unstable 
species such as n i t r a t e and the possible need for frequent preparations 
of the samples to maintain these analytes at the expected leve ls . 
In 1984, a l l three samples were d i lu t ed as di rected by the USEPA 
and used in the program. Two of these samples, however, contained higher 
concentrations of most analytes than were normally found in the network. 
By d i lu t ing these two samples fur ther , by a factor of 10, the resul tan t 
analyte levels were very similar to those in the network samples. These 
addi t iona l ly di luted samples were used for the program throughout 1985. 
This second d i lu t ion increased the i n s t a b i l i t y of both the n i t r a t e and 
the ammonium ions and required more frequent sample preparation. 
2. Analytical Bias and Precision Tables 
The da ta tha t r e s u l t e d from the ana lyses of these samples are 
contained in Tables IV-8 and IV-9. These tables contain similar in for -
mation to that found in Tables IV-4 and IV-5 for r ep l i ca te analyses of 
QCS. There is a difference, however, in the procedure used to determine 
whether the calculated bias was or was not s ignif icant . 
The c a l c u l a t i o n for the c r i t i c a l percent used to determine the 
s ignif icance of the calculated bias is given in the Glossary (Appendix 
A) . That formula was used with the QCS data because the s t anda rd 
deviation of the true value and the number of analyses used to determine 
the value and the standard deviat ion were supplied by the USEPA. This 
information was not ava i l ab le for the USEPA/WMO samples used in the 
i n t e r n a l blind program. Instead, a confidence i n t e rva l was calcula ted 
for the l a b o r a t o r y mean using the fol lowing formula recommended by 
Taylor (7): 
where = laboratory sample mean 
= the t value at the 95% confidence 
interval for n-1 degrees of freedom 
s = sample standard deviation 
n = number of analyses 
When the recommended or t rue value l i e s wi th in t h i s confidence 
i n t e r v a l , the bias is not considered s i g n i f i c a n t . When that value is 
outside of the i n t e r v a l , it is said to be s i g n i f i c a n t . This is how the 
significance of the bias was determined for the bias calculated from the 
analyses of the in t e rna l blind samples. The r e su l t s appear in the l a s t 
columns of Tables IV-8 and IV-9. 
3. Discussion of Results 
Comparison of the bias and p r e c i s i o n ca l cu l a t ed from r e p l i c a t e 
analys is of QCS (Tables IV-4 and IV-5) to those obtained from analysis 
of the i n t e r n a l b l inds (Tables IV-8 and IV-9) ind ica te that b ias and 
p r e c i s i o n are b e t t e r for known samples than for unknowns. What is 
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TABLE IV -8 1984 Analytical Bias and Precision 
from Internal Blind Audit Program. 
Parameter 
Recommended 
Concentration 
(mg/L) 
Number Mean 
Samples Concentration Biasa 
(n) Measured (mg/L) (mg/L) 
Precisionb 
(Z RSD) 
Biasc 
Significant ? 
Ca+2 0.110 19 0.111 0.001 6.2 No 
2.060 15 1.858 -0.202 1.9 Yes 
3.630 18 3.203 -0.427 1.9 Yes 
Mg+2 0.010 19 0.009 -0.001 17.3 Yes 
0.250 15 0.249 -0.001 2.4 No 
0.370 18 0.369 -0.001 1.9 No 
K+ 0.050 19 0.054 0.004 4.5 Yes 
1.470 18 1.493 0.023 2.5 Yes 
2.680 15 2.684 0.004 1.8 No 
Na+ 0.080 19 0.084 0.004 5.2 Yes 
0.260 15 0.261 0.001 2.4 No 
1.440 18 1.461 0.021 2.2 Yes 
SO4
-2 1.71 19 1.62 -0.09 4.3 Yes 
11.14 18 10.65 -0.49 5.2 Yes 
17.73 15 16.18 -1.55 9.8 Yes 
NO3
- 0.13 19 0.14 0.01 16.2 No 
4.52 15 4.25 -0.27 1.6 Yes 
6.11 18 5.84 -0.27 7.8 Yes 
Cl- 1.01 19 1.04 0.03 2.1 Yes 
4.17 15 4.21 0.04 2.2 No 
10.33 18 10.00 -0.33 4.8 Yes 
NH4
+ 0.42 19 0.40 -0.02 10.4 No 
0.44 15 0.43 -0.01 3.4 Yes 
2.31 18 2.23 -0.08 3.9 Yes 
pH (units) 3.49 15 3.50 0.01 5.6 No 
3.72 18 3.73 0.01 6.8 No 
4.45 19 4.48 0.03 8.5 Yes 
Conductivity 19.0 19 19.7 0.7 2.3 Yes 
(uS/cm) 135.0 18 135.6 0.6 1.7 No 
165.8 15 164.6 -1.2 1.8 Ho 
a. Bias = (Measured Concentration - Recommended Concentration) 
b. % RSD = (Standard Deviation/Mean Measured Concentration) X 100; precision of pH measurements 
expressed in terms of hydrogen ion concentration 
c. Calculated from 95% confidence interval of measured mean concentration. If this interval 
includes the recommended concentration, reported bias is not significant. 
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TABLE IV-9 1985 Analytical Bias and Precision 
from Internal Blind Audit Program 
Parameter 
Recommended 
Concentration 
(mg/L) 
Number Mean 
Samples Concentration Biasa 
(n) Measured (mg/L) (mg/L) 
Precisionb 
(Z BSD) 
BlasC 
Significant ? 
Ca+2 0.206 45 0.197 -0.009 4.4 Yes 
0.363 46 0.327 -0.036 2.9 Yes 
Mg + 2 0.025 45 0.033 0.008 14.5 Yes 
0.037 46 0.043 0.006 8.8 Yes 
K+ 0.147 46 0.150 0.003 4.2 Yes 
0.268 45 0.274 0.006 2.8 Yes 
Na+ 0.026 45 0.047 0.021 28.2 Yes 
0.145 46 0.166 0.021 8.9 Yes 
SO 4
- 2 1.11 46 1.07 -0.04 6.3 Yes 
1.77 45 1.70 -0.07 7.8 Yes 
NO3
- 0.45 45 0.37 -0.08 41.2 Yes 
0.61 46 0.62 0.01 9.2 No 
Cl- 0.42 45 0.45 0.03 5.5 Yes 
1.03 46 1.04 0.01 11.6 No 
NH 4
+ 0.04 45 0.01 -0.03 75.4 Yes 
0.23 46 0.14 -0.09 65.0 Yes 
pH (units) 4.48 45 4.49 0.01 7.6 Yes 
4.73 46 4.71 -0.02 7.2 Yes 
Conductivity 13.7 46 14.7 1.0 3.1 Yes 
(uS/cm) 16.6 45 18.1 1.5 3.2 Yes 
a. Bias = (Measured Concentration - Recommended Concentration) 
b. % RSD = (Standard Deviation/Mean Measured Concentration) X 100; precision of pH measurements 
expressed in terms of hydrogen ion concentration 
c. Calculated from 95% confidence interval of measured mean concentration. If this interval 
includes the recommended concentration, reported bias is not significant. 
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impor tan t to no te i s t h a t whi le the b l i nd sample da t a appear somewhat 
more b iased and l e s s p r e c i s e , the accuracy i s w i t h i n the l i m i t s s e t in 
the QA Plan ( 2 ) . 
There a re seve ra l a d d i t i o n a l po in t s t h a t should be r a i s ed about the 
da ta contained in Tables IV-8 and IV-9. F i r s t , the sodium for both years 
i s b iased high and those b i a s e s were g e n e r a l l y cons idered s i g n i f i c a n t . 
The QCS da t a show t h a t t h e problem does not l i e w i t h the a n a l y t i c a l 
method. The problem is b e l i e v e d to r e s u l t from the hand l ing procedures 
fo r the b l i n d s a m p l e s . These i n c l u d e d the use of two or more sample 
con t a ine r s and f i l t r a t i o n . Such a d d i t i o n a l handl ing always inc reases the 
p o t e n t i a l of sample c o n t a m i n a t i o n , wi th sodium being the most l i k e l y 
contaminant. 
The p o s s i b l e d i s a p p e a r a n c e of the u n s t a b l e n i t r a t e and ammonium 
ions has a l r e a d y been sugges ted in the d i s c u s s i o n of QCS and r e p l i c a t e 
a n a l y s i s r e s u l t s . Although a l l of the raw data for t he se u n s t a b l e ions 
have not been s u p p l i e d f o r r e v i e w , t h e y show s t e a d i l y d e c r e a s i n g 
c o n c e n t r a t i o n s o f t h e i o n s w i t h e a c h sample t a k e n . P r e d i c t a b l y , 
p r e p a r a t i o n of a new sample d i l u t i o n r e s u l t s in n i t r a t e and ammonium 
v a l u e s a t t h e o r e t i c a l l e v e l s . T h i s f a c t i s most a p p a r e n t i n the 
p r e c i s i o n for the two a n a l y t e s . In an a t tempt to e l i m i n a t e the problem, 
samples were prepared monthly. Even with t h i s p r o c e d u r e , decomposi t ion 
o c c u r r e d a t v a r y i n g r a t e s and the d a t a o b t a i n e d from t h e a n a l y s i s of 
t h e s e s a m p l e s a r e no t a r e l i a b l e i n d i c a t o r o f l a b o r a t o r y b i a s o r 
p r e c i s i o n . 
F i n a l l y , as w i t h the QCS d a t a , most of t h e d a t a from the b l i n d 
sample program show a s t a t i s t i c a l l y s i g n i f i c a n t b i a s . Examination of the 
amount o f t h e b i a s i n m i l l i g r a m s pe r l i t e r shows t h a t the a c t u a l 
d e v i a t i o n s from the t r u e values are often extremely small and of no r e a l 
concern to the da ta u s e r . Because the samples ana lyzed as pa r t of t h i s 
program r e c e i v e v e r y s i m i l a r h a n d l i n g t o the ne twork s a m p l e s , t he 
e s t i m a t e s o f b i a s and p r e c i s i o n d e r i v e d fo r t h e s t a b l e ions in t h e s e 
samples p rov ide b e t t e r approx imat ions of t h e accuracy of the network 
sample measurements than the d a t a o b t a i n e d from t h e a n a l y s i s of the 
known QCS s o l u t i o n s . 
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V. REANALYSIS PROCEDURES 
Once t h e a n a l y t e c o n c e n t r a t i o n s i n a p r e c i p i t a t i o n sample a r e 
d e t e r m i n e d , t h e i n f o r m a t i o n i s e n t e r e d i n t o t h e CAL d a t a b a s e . The 
ana ly t e concen t r a t ions are converted from mi l l igrams per l i t e r to micro-
e q u i v a l e n t s per l i t e r , and an ion ba lance c a l c u l a t i o n is made for each 
s a m p l e . The i n f o r m a t i o n r e s u l t i n g from t h i s c a l c u l a t i o n i s used t o 
s e l e c t approximately 8% of the samples for r e a n a l y s i s . 
A d e t a i l e d e x p l a n a t i o n o f d i f f e r e n t i on b a l a n c e c a l c u l a t i o n s 
appeared in the Labora to ry Qua l i t y Assurance Report for 1978-1983 (1) 
and w i l l not be r e p e a t e d h e r e . I t is impor tan t to know which method a 
l a b o r a t o r y employs, however, not only for purposes of da t a comparisons , 
but a l s o f o r d a t a i n t e r p r e t a t i o n , p a r t i c u l a r l y when t h i s i n f o r m a t i o n 
w i l l be used to eva lua te laboratory performance. 
The c a l c u l a t i o n method used by the CAL is de sc r ibed in Figure V-1. 
The f a c t o r s used to c o n v e r t the measured a n a l y t e c o n c e n t r a t i o n s from 
m i l l i g r a m s p e r l i t e r t o m i c r o e q u i v a l e n t s p e r l i t e r a r e l i s t e d i n 
Table V- l . These were taken from Standard Methods for the Examination of 
Water and Wastewater ( 8 ) . 
Ion b a l a n c e c a l c u l a t i o n s a r e a v a l u a b l e component of t h e CAL 
q u a l i t y a s s u r a n c e program. A l a r g e imbalance can be i n d i c a t i v e of an 
e r r o r i n the a n a l y s e s . I t may a l s o be an i n d i c a t i o n t h a t a d d i t i o n a l 
i o n i c s p e c i e s a r e p r e s e n t i n t h e sample and f u r t h e r a n a l y s e s a r e 
NADP/NTN Ion Balance 
C a l c u l a t i o n Method 
* Concentrat ions are expressed in m i c r o e q u i v a l e n t s / l i t e r 
FIGURE V - l . Formula used by t h e CAL to c a l c u l a t e an 
ion percent d i f f e r e n c e (IPD) 
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TABLE V-1 The Factors Used to Convert Analyte 
Concentrations from Milligrams per 
Liter to Microequivalents per Liter.a 
Analyte ueq/L = mg/L x 
Calcium 49.90 
Magnesium 82.26 
Sodium 43.50 
Potassium 25.57 
Ammonium 55.44 
Sulfate 20.83 
Nitrate 16.13 
Chloride 28.21 
Orthophosphate 31.59 
a. Factors taken from 
tewater 
Standa rd Methods for the Examination of 
Water and Was (8). 
necessary to completely characterize the sample. By se lec t ing a maximum 
al lowable imbalance and r eana lyz ing a l l samples wi th an imbalance 
grea ter than t h i s maximum, an imbalance that resu l ted from ana ly t i ca l 
error can be found and corrected. 
In the following sect ions , the c r i t e r i a used to se lec t samples for 
reana lys i s are presented . Discussions of the information that can be 
derived from these reana lys i s procedures and how t h i s information is 
used to change the or iginal analyt ical data are also included. 
A. ION BALANCE CRITERIA 
In October 1981, a set of c r i t e r i a was developed to se lec t samples 
for r e a n a l y s i s due to a l a rge ion imba lance . These c r i t e r i a were 
selected af ter an examinaton of the data from the previous three years 
of network o p e r a t i o n . Regional d i f fe rences in r a i n f a l l amounts and 
analyte concentra t ions were compared, and the c r i t e r i a tha t had been 
used since 1979 (1) were a l t e r ed to be t t e r s e l ec t those samples which 
were t ruly o u t l i e r s . The goal was to select 5-6% of the samples analyzed 
at the CAL for reana lys i s . Time has proven this to be an adequate set of 
c r i t e r i a to reach the desired goal, and it has remained unchanged since 
i t s formulation in 1981. 
The computer program that calculates an ion balance for each sample 
also determines the ion sum (IS) or t o t a l ionic s t rength of the sample. 
The a n a l y t e c o n c e n t r a t i o n s have a l r e a d y been c o n v e r t e d t o 
microequivalents per l i t e r as par t of the ion balance c a l c u l a t i o n . To 
obta in the ion sum ( I S ) , the t o t a l anion concent ra t ion expressed in 
microequivalents is added to the t o t a l cat ion concen t ra t ion , a l so in 
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microequivalents. Both the ion sum and the ion percent difference that 
r e s u l t from the ion balance c a l c u l a t i o n are used to determine which 
samples should be reanalyzed. The ion balance c r i t e r i a for reana lys is 
selection are : 
B. SPECIFIC CONDUCTANCE CRITERIA 
Another p a r t of the ion ba lance program uses the measured 
concentration of analytes to calculate a theore t ica l conductance for the 
sample. The formula used i s : 
where ion concentrations are expressed as microequivalents per l i t e r . 
The conductance factors used in t h i s ca lcula t ion for hydrogen ion 
and ammonium can be obtained from the CRC Handbook of Chemistry and 
Physics (9 ) . The remaining factors can be found in Standard Methods for 
the Examination of Water and Wastewater (8) . 
The calculated conductance is compared to the measured conductance, 
and a conductance percent difference is found. This comparison uses the 
following equation: 
Once the CPD has been ca lcula ted , it can be used as another means 
of selecting samples for reanalysis . It was not un t i l 1981 that suitable 
c r i t e r i a were developed to u t i l i z e t h i s CPD information. As with the ion 
percent difference, a large CPD may indicate a measurement error in one 
or more of the a n a l y t e s . P e r c e n t i l e values for measured s p e c i f i c 
conductance from 1978-1981 were used to formulate a set of CPD c r i t e r i a 
38 
t h a t were added to t h e i o n b a l a n c e program in Oc tobe r 1981. The CPD 
c r i t e r i a a r e : 
The p e r c e n t a g e o f samples t h a t meet t h e s e c r i t e r i a i s g e n e r a l l y 
l e s s than 2%, and most o f t en they have a l r e a d y been f lagged because of 
a n i o n i m b a l a n c e . N e v e r t h e l e s s , t h i s p r o v i d e s a n o t h e r means o f 
d e t e c t i n g l a r g e a n a l y t i c a l e r r o r s and i s a u s e f u l c a l c u l a t i o n t o 
perform. 
C. HISTOGRAMS 
F i g u r e s V-2 t h r o u g h V-5 a r e h i s t o g r a m s o f t h e i o n p e r c e n t 
d i f f e r e n c e v a l u e s (IPD) and the conductance p e r c e n t d i f f e r e n c e va lues 
(CPD) for the samples from the NADP/NTN network f o r the yea r s 1984 and 
1985. With each h i s t o g r a m , a median, a mean, and a s t a n d a r d d e v i a t i o n 
are noted. 
The IPD h i s t o g r a m s a p p r o x i m a t e a n o r m a l l y d i s t r i b u t e d c u r v e 
c e n t e r i n g around the 0% d i f f e r e n c e p o i n t . This is what one would expect 
i f t h e sample a n a l y s i s i n c l u d e s the measurement o f a l l o f t h e major 
anions and ca t i ons in p r e c i p i t a t i o n . The e leven pa ramete r s s e l e c t e d for 
a n a l y s i s at the CAL appear to adequa te ly c h a r a c t e r i z e the p r e c i p i t a t i o n 
s a m p l e s c o l l e c t e d w i t h i n t h e NADP/NTN n e t w o r k . A g a i n , a n o r m a l 
d i s t r i b u t i o n around the 0% d i f f e r e n c e p o i n t would be expec ted for the 
CPD h i s tograms . However, it does not occur . These p l o t s have a nega t ive 
skew. The c a l c u l a t e d conduc tance i s t y p i c a l l y l e s s than the measured 
c o n d u c t a n c e . T h i s s u g g e s t s e i t h e r a measurement o r a c a l c u l a t i o n 
p r o b l e m . S p e c i f i c c o n d u c t a n c e v a l u e s o b t a i n e d f o r q u a l i t y c o n t r o l 
samples wi th c e r t i f i e d c o n d u c t i v i t y va lues a re c o n s i s t e n t l y w i t h i n the 
a c c e p t a b l e l i m i t s . Th i s s u g g e s t s t h a t t h e a c c u r a c y o f the s p e c i f i c 
conduc tance measurements i s good . A problem in t h e c a l c u l a t i o n s was 
i n v e s t i g a t e d as one source of t h e skewed c u r v e . Using the c o n s t a n t s 
found in the CRC Handbook ( 9 ) i n s t e a d of those in S tandard Methods (8) 
to determine the ca l cu l a t ed s p e c i f i c conductance r e s u l t s in a popula t ion 
mean d i f fe rence c lo se r to 0%. The change to these c o n s t a n t s was put i n t o 
e f f e c t b e g i n n i n g in March 1987 . Th is n e g a t i v e skew may a l s o be t h e 
r e s u l t of the presence of i ons not being r o u t i n e l y measured by the CAL. 
The curve is c e n t e r i n g near -10% in most y e a r s , which may r e s u l t from 
t h e p r e s e n c e o f low c o n c e n t r a t i o n s o f i o n s whose p r e s e n c e g o e s 
u n d e t e c t e d i n t h e IPD c a l c u l a t i o n s and r e s u l t a n t h i s t o g r a m s . The 
p r e s e n c e of t r a c e amounts of m e t a l i o n s complexed w i t h unmeasured 
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FIGURE V-2. Ion percent difference histogram for NADP/NTN 
wet side samples in 1984. 
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FIGURE V-3. Ion percent difference histogram for NADP/NTN 
wet side samples in 1985. 
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FIGURE V-4. Conductance percent difference histogram for NADP/NTN 
wet side samples in 1984. 
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FIGURE V-5. Conductance percent difference histogram for NADP/NTN 
wet side samples in 1985. 
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a n i o n s , such a s b r o m i d e , c o u l d g o u n d e t e c t e d b y t h e i o n b a l a n c e 
c a l c u l a t i o n but r e s u l t in a negat ive conductance percent d i f f e r e n c e . 
D. DISCUSSION OF RESULTS 
The f a c t t h a t a sample does no t s a t i s f y the c r i t e r i a p r e v i o u s l y 
d e s c r i b e d and i s s e l e c t e d b y t h e program f o r r e a n a l y s i s does not 
n e c e s s a r i l y mean i t w i l l be r e a n a l y z e d . R e a n a l y s i s may be imposs ib l e 
s imply because a l l of the sample was used dur ing the i n i t i a l a n a l y s e s . 
A l s o , A/B and O/Q s p l i t s a r e not r eana lyzed i f the o r i g i n a l d u p l i c a t e 
ana lyses were the same or very s i m i l a r to each o t h e r . All o the r samples 
f lagged by the ion balance program a re r e t r i e v e d and reanalyzed for a l l 
c o n s t i t u e n t s . 
Once the r e a n a l y s i s has been completed, t he new da ta a re compared 
to the o r i g i n a l d a t a . When s u b s t a n t i a l d i f f e rences are found between the 
two r e s u l t s , reasons for the d i f f e rence a r e sough t . The f i r s t s t e p i s to 
a n a l y z e t h e r e f r i g e r a t e d a l i q u o t when one i s a v a i l a b l e . S i n c e 
r e f r i g e r a t i o n is a means of sample p r e s e r v a t i o n , the i n t e g r i t y of the 
r e f r i g e r a t e d a l i q u o t should have been ma in ta ined . If the d i f fe rence was 
t h e r e s u l t of decomposi t ion of the sample s t o r e d at room t e m p e r a t u r e , 
t h i s w i l l b e a p p a r e n t . When t h e r e s u l t s from t h e a n a l y s i s o f the 
r e f r i g e r a t e d a l i q u o t are more l i k e the r e a n a l y s i s v a l u e , the source of 
the e r r o r in the o r i g i n a l a n a l y s i s i s sough t . A n a l y s t s ' i npu t a s to the 
p o s s i b l e source o f e r r o r i s a lways u t i l i z e d t o e x p l a i n d i s c r e p a n c i e s 
between o r i g i n a l and reana lys i s r e s u l t s . 
When a d i f f e r e n c e in o r i g i n a l and r e a n a l y s i s va lues occurs and no 
e x p l a n a t i o n can b e f o u n d , the o r i g i n a l d a t a a r e r e p o r t e d . I f the 
d i f f e r e n c e i s e x p l a i n e d , t he d a t a w i l l be changed and a new v a l u e 
r e p o r t e d . For a l l of the samples r e a n a l y z e d , l e s s than 1% w i l l r e q u i r e 
any c h a n g e i n t h e o r i g i n a l d a t a . The o v e r a l l r e s u l t i s t h a t 
approximate ly 0.1% of the f i n a l data is changed from the value t h a t was 
i n i t i a l l y r epor t ed . 
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VI. EXTERNAL QUALITY ASSURANCE PROGRAM PARTICIPATION 
The analytical bias and precision data reported in Section IV are 
supported by the CAL's performance in several different external quality 
assurance programs. One program, operated by the U.S. Geological Survey 
(USGS), audits the CAL's performance for the NADP/NTN program. In 
addition to this external quality assurance program, the CAL voluntarily 
participates in other national and international performance studies. 
The performance of the CAL in each of these studies is addressed below. 
A. U.S. GEOLOGICAL SURVEY EXTERNAL AUDIT PROGRAM 
The U.S. Geological Survey 's ex t e rna l aud i t program for the CAL has 
two c o m p o n e n t s : a b l i n d s a m p l e p r o g r a m and an i n t e r l a b o r a t o r y 
c o m p a r i s o n s t u d y . The d a t a o b t a i n e d from t h e s e p r o g r a m s p r o v i d e 
information about not only the CAL's performance but a l s o the e f f e c t s of 
sample handling in the f i e l d . 
The NADP/NTN Blind Audit Program t h a t s t a r t e d in October 1979 (10) 
cont inued w i t h on ly minor changes through 1985. During the y e a r s 1984 
and 1985, the USGS r e fo rmu la t ed some of the S tanda rd Reference Water 
Samples (SRWS) be ing s u p p l i e d to s i t e s in the sampling network so the 
r e s u l t a n t a n a l y t e c o n c e n t r a t i o n s in t he se SRWS more c l o s e l y resembled 
t h o s e found in ne twork p r e c i p i t a t i o n s a m p l e s . Dur ing 1984 and 1985, 
Nanopure deionized water from the USGS Nat ional Water Qual i ty Laboratory 
i n Denver , C o l o r a d o , t h e d i l u t e n i t r i c a c i d q u a l i t y c o n t r o l check 
s o l u t i o n prepared by the CAL, and Nat ional Bureau of Standard c e r t i f i e d 
s imulated r a inwa te r samples were made a v a i l a b l e for p o s s i b l e use in the 
program. 
The f i r s t week a s i t e d id no t have r a i n , t he s i t e o p e r a t o r was 
d i r ec t ed to pour the sample he/she had p rev ious ly rece ived from the USGS 
i n t o a c lean bucket and submit it to the CAL as the r a i n sample for the 
week. The s i t e o p e r a t o r was to n o t i f y t h e USGS and the C o o r d i n a t o r ' s 
Office of the date t h a t the b l ind sample had been s e n t . The sample would 
subsequent ly be processed by the CAL as a r o u t i n e p r e c i p i t a t i o n sample. 
This program r e l i e s h e a v i l y on the coope ra t i on of the s i t e o p e r a t o r s . 
The da t a from the ana ly se s of these e x t e r n a l b l ind samples r e f l e c t the 
e f f e c t s of t h e sample hand l ing from the time i t is b o t t l e d at t he USGS 
u n t i l i t i s analyzed at the CAL. 
The aud i t program focuses on the a n a l y t i c a l da ta obta ined from the 
a n a l y s i s o f t h e samples fo r c a l c i u m , magnesium, sod ium, p o t a s s i u m , 
s u l f a t e , and c h l o r i d e . D e s p i t e t h e r e f o r m u l a t i o n s o f t h e s ample 
composition by the USGS mentioned e a r l i e r , many of the SRWS used in the 
program through 1985 had ana ly te c o n c e n t r a t i o n s h ighe r than those found 
i n r a i n w a t e r and o f t e n r e q u i r e d d i l u t i o n b y t h e l a b o r a t o r y b e f o r e 
a n a l y s i s . Table VI-1 l i s t s the maximum ana ly te concen t r a t ion t h a t can be 
p r e s e n t in a sample be fo re a d i l u t i o n is n e c e s s a r y . The f a c t t h a t a 
d i l u t i o n of the sample has been made adds a n o t h e r v a r i a b l e to be 
considered when i n t e r p r e t i n g the d a t a . The USGS has i s sued th ree r e p o r t s 
t h a t ana lyze the d a t a from the b l i n d a u d i t program from January 1980 
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through December 1985 (11 , 12, 13). Inqui r ies about addi t ional d e t a i l s 
of th is program should be directed to the USGS, Denver Federal Center, 
Denver, Colorado. 
TABLE VI-1 Maximum Analyte Concentration 
Measured Before Sample 
Dilution In Required. 
Analyte Concentration (mg/L) Dates 
Calcium 3.00 1/79 - 12/83 
Magnesium 1.00 1/79 - 12/83 
Sodlua 1.00 1/79 - 12/83 
Potassium 1.00 1/79 - 12/83 
Ammonim 2.00 1/79 - 12/83 
Sulfate 10.00 
9.00 
1/79 -
1/83 -
1/83 
12/83 
Nltrate-
Nltrlte 
5.00 1/79 - 12/83 
Chloride S.00 
3.00 
1/79 -
4/81 -
4/81 
12/83 
Orthophosphate 0.100 
0.250 
1/79 -
1/83 -
1/83 
12/83 
The USGS in te r labora tory comparisons were s t a r t ed in the l a t e fa l l 
of 1982. P a r t i c i p a n t s in the study were: Inland Waters D i r e c t o r a t e , 
Ontario, Canada (IWD); I l l i n o i s State Water Survey, Champaign, I l l i n o i s 
(CAL); U.S . Geologica l Survey Nat iona l Water Qua l i ty Labora to ry , 
A t l a n t a , Georgia (ATL); and U.S. Geological Survey Nat iona l Water 
Qual i ty Laboratory, Denver, Colorado (DEN). In 1984, the Bituminous 
Coal Research Laboratory (BCR) was br ief ly added as a par t ic ipant in the 
program. In November 1985, the USGS labora tor ies in Atlanta and Denver 
were c o n s o l i d a t e d ; t h e r e f o r e , t h e USGS r e p o r t fo r t h e 1985 
intercomparison (13) includes data for only the f i r s t nine months of 
1985 for a l l of the par t ic ipat ing laborator ies . 
This intercomparison study was designed to determine whether the 
four p a r t i c i p a t i n g l abora to r i e s were producing comparable r e s u l t s . At 
each l a b o r a t o r y , a n a l y t i c a l b i a s was documented, and e s t i m a t e s of 
ana ly t ica l precision were made. Precipi ta t ion samples from s i t e s in the 
NADP/NTN network were s p l i t at the CAL and sent to the USGS National 
Water Quality Laboratory in Denver. The samples were renumbered at the 
USGS and d i s t r i bu t ed to each of the four pa r t i c ipan t s for ana ly s i s . In 
addi t ion to natura l p r e c i p i t a t i o n samples, syn the t ic samples of known 
a n a l y t e c o n c e n t r a t i o n s were a l s o r o u t i n e l y s u b m i t t e d t o the 
par t ic ipa t ing laborator ies for analys is . Data obtained from the analysis 
of calcium, magnesium, sodium, potassium, ammonium, s u l f a t e , n i t r a t e , 
chlor ide, pH, and specif ic conductance were subsequently returned to the 
Denver f a c i l i t y . Water-Resources Inves t iga t ions Reports 87-4067 (14) 
and 87-4219 (13) d iscuss the USGS analys is of the data received from 
October 1983 - December 1985. 
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B. INTERLABORATORY COMPARISON STUDIES 
D u r i n g 1984 and 1985 , t h e CAL p a r t i c i p a t e d in s e v e r a l o t h e r 
i n t e r l a b o r a t o r y performance s t u d i e s in a d d i t i o n to the USGS-sponsored 
comparisons j u s t d i s c u s s e d . These s t u d i e s were sponsored by s t a t e and 
fede ra l government agencies as well as i n t e r n a t i o n a l o r g a n i z a t i o n s . This 
s e c t i o n con t inues wi th a b r i e f d e s c r i p t i o n of the s t u d i e s in which the 
CAL p a r t i c i p a t e d . The CAL d a t a for each s t u d y under d i s c u s s i o n a r e 
p r e s e n t e d in T a b l e s 1 t h r o u g h 10 in Appendix D. These t a b l e s a l s o 
i nc lude the expected or t a r g e t c o n c e n t r a t i o n s of each a n a l y t e . Summary 
i n f o r m a t i o n on the CAL's performance in t h e s e s t u d i e s i s i n c l u d e d in 
t h i s s e c t i o n . More d e t a i l e d e x p l a n a t i o n s o f t h e l a b o r a t o r y 
in te rcompar i sons a re conta ined in the agency summaries in the re fe rence 
l i s t a t the end of t h i s r e p o r t . 
1. World Meteorological Organization/ 
United States Environmental Protection Agency (WMO) 
I n a n a t t e m p t t o e s t a b l i s h c o o p e r a t i o n among i n t e r n a t i o n a l 
p r e c i p i t a t i o n l a b o r a t o r i e s and t o b e t t e r eva lua t e i t s network da t a , the 
World M e t e o r o l o g i c a l O r g a n i z a t i o n (WMO) s e l e c t e d a P r e c i p i t a t i o n 
Reference L a b o r a t o r y (PRL) in 1975. I t d e s i g n a t e d the Env i ronmenta l 
M o n i t o r i n g S y s t e m s L a b o r a t o r y (EMSL) o f t h e U . S . E n v i r o n m e n t a l 
P r o t e c t i o n Agency, Research T r i a n g l e Pa rk , N . C . , to be t h i s PRL and 
d i r e c t e d i t to achieve the goa ls i t had se t by des ign ing and conduct ing 
i n t e r l a b o r a t o r y comparison s t u d i e s (15) . 
D e t a i l s of t h e CAL's p a r t i c i p a t i o n in the WMO i n t e r c o m p a r i s o n 
p rogram from 1980-1983 were p r e s e n t e d i n t h e l a b o r a t o r y Q u a l i t y 
Assurance Report fo r 1978-1983 ( 1 ) . The CAL's p a r t i c i p a t i o n in t h i s 
program cont inued in 1984 and 1985. During t h i s p e r i o d t h e r e were four 
i n t e r compar i son s t u d i e s . Tab l e s 1 through 4 in Appendix D compare t h e 
CAL da ta to the expected a n a l y t e c o n c e n t r a t i o n s fo r t h e s e four i n t e r -
comparison s t u d i e s . The d a t a in t h e s e t a b l e s i n d i c a t e con t inued good 
performances by the CAL. 
Table VI-2 summarizes t h e CAL performance fo r a l l WMO s t u d i e s in 
which the l a b o r a t o r y had p a r t i c i p a t e d by t h e end of 1985. This t a b l e 
provides t h e mean percent d e v i a t i o n of the CAL repor ted va lues from the 
WMO expected values for the 10 p r i n c i p a l c o n s t i t u e n t s r o u t i n e l y analyzed 
i n p r e c i p i t a t i o n . Analys i s f o r o r thophospha te i s not inc luded i n t he se 
i n t e r c o m p a r i s o n s t u d i e s . T a b l e VI-2 a l s o i n c l u d e s t h e mean p e r c e n t 
d e v i a t i o n v a l u e s from t h e WMO expec ted v a l u e s f o r a l l p a r t i c i p a t i n g 
l a b o r a t o r i e s . The data presented in t h i s t a b l e combine those which f i r s t 
appeared in t h e ISWS 20th (16) and 21st (17) P r o g r e s s Repor t s to the 
U.S. Department of Energy. 
In each of t h e WMO i n t e r l a b o r a t o r y c o m p a r i s o n s , t he CAL a l s o 
determined a c i d i t y and t r a c e metal c o n c e n t r a t i o n s for the t e s t samples . 
In format ion r ega rd ing t he se a n a l y s e s can be found in the f i n a l r e p o r t s 
f o r each s t u d y . Most o f t h e p a r t i c i p a n t s i n t h e s e s t u d i e s d o no t 
r o u t i n e l y inc lude t r a c e meta l s i n t h e i r a n a l y t i c a l r e s u l t s . Trace metal 
a n a l y s e s a r e a l s o no t per formed for t h e network s a m p l e s . For t h e s e 
r e a s o n s , only the 10 major chemical and p h y s i c a l pa r ame te r s r o u t i n e l y 
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TABLE VI-2 Summary of Results from World 
Meteorological Organization (WHO) 
Interlaboratory Comparison of 
Reference Precipitation Samples.a 
Number of Mean % Differenceb 
Intercomparison 
Number Date 
Participating 
Laboratories (n) 
Froa Expected Value 
CAL All Labs 
Four 7/80 27 4.38 17.67 
Six 4/83 22 3.89 17.47 
Seven 11/83 22 2.65 23.51 
Eight A/84 22 4.73 39.53 
Nine 10/84 25 6.49 43.82 
Ten 4/85 27 3.61 33.04 
Eleven 10/85 23 3.57 19.19 
a. Chemical 
NH4,NO3, 
parameters used 
Cl, SO,, pH, and 
in the calculation were 
Specific Conductance. 
Ca, Mg, Na, K, 
measured by the CAL and a large number of par t ic ipa t ing labora tor ies are 
included in t h i s summary t a b l e . The data presented for each summary 
represent pooled r e su l t s for the analys is of the measured cons t i tuents 
in three samples (17 ) . The percent deviat ions were ca lcu la ted for the 
combined labora tory data se t a f t e r o u t l i e r s were removed. The method 
used to c l a s s i fy which r e s u l t s were o u t l i e r s is d e t a i l e d in the WMO 
study summary (15) . Each pa r t i c ipa t ing laboratory received a l i s t i n g of 
the t r u e values for the samples analyzed as pa r t of the s tudy and a 
pe rcen t i l e l i s t i n g of the percent devia t ions from the t rue values for 
each parameter, both for a l l analyses and for those tha t remained once 
the ou t l i e r s were removed. Mean percent deviations for each parameter, 
both with and wi thout o u t l i e r s , were a l s o inc luded in these s tudy 
summaries. The CAL did not r ece ive published study r e p o r t s for the 
s tud ie s conducted in 1984 and 1985; however, information about these 
studies can be obtained from the PRL. 
An examination of the data in Table VI-2 ind ica tes tha t the CAL 
continued to produce high-quali ty ana ly t i ca l data during 1984-1985. The 
p e r c e n t d e v i a t i o n from t h e t r u e v a l u e s for the CAL ranged from 
3.57%-6.49% for the two yea r s , while that for a l l l abora to r i e s ranged 
from 19 . 19%-43 .82%. Had t h e o u t l i e r s been i n c l u d e d i n t h e 
a l l -par t ic ipant data, the range would have been 28%-52%. 
2. I l l ino i s Environmental Protection Agency (IEPA) 
In December 1981 the Ana ly t i ca l Chemistry Unit of the I l l i n o i s 
S ta te Water Survey, of which the CAL labora tory is a p a r t , received 
c e r t i f i c a t i o n from the I l l i n o i s Environmental Protection Agency (IEPA). 
As par t of the c e r t i f i c a t i o n procedure, a team of reviewers from the 
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IEPA inspec ted the f a c i l i t i e s and in te rv iewed the s t a f f to determine if 
the r e g u l a t i o n s s e t by the IEPA (18) were be ing fol lowed. The IEPA a l so 
r e q u i r e s the a n a l y s i s of performance e v a l u a t i o n samples c o n t a i n i n g the 
p a r a m e t e r s f o r which c e r t i f i c a t i o n i s r e q u e s t e d . Each l a b o r a t o r y i s 
r a t e d s a t i s f a c t o r y o r u n s a t i s f a c t o r y for every a n a l y t i c a l v a l u e i t 
r e p o r t s . I n f o r m a t i o n r e g a r d i n g t h e t r u e o r e x p e c t e d v a l u e s fo r the 
a n a l y t e s p r e s e n t i n t h e t e s t samples i s no t made a v a i l a b l e t o t h e 
p a r t i c i p a n t s . The CAL r e c e i v e d a s a t i s f a c t o r y r a t i n g for a l l v a l u e s 
r epo r t ed . 
This c e r t i f i c a t i o n was for chemical a n a l y s i s of publ ic water supply 
s a m p l e s ; however, t h e p a r a m e t e r s t h a t were c e r t i f i e d i n c l u d e d t hose 
found in p r e c i p i t a t i o n , and the a n a l y t i c a l methods were those used by 
the CAL. The CAL l a b o r a t o r y s t a f f were among those in terviewed and were 
respons ib le for much of the a n a l y t i c a l data r epo r t ed . 
The c e r t i f i c a t i o n was v a l i d fo r two y e a r s , and r e c e r t i f i c a t i o n was 
r e q u e s t e d in 1983 and a g a i n in 1985. A f t e r an o n - s i t e rev iew of the 
l a b o r a t o r y , i t s s t a f f , and t h e a n a l y t i c a l methods b e i n g u s e d , new 
C e r t i f i c a t e s of Approval were i ssued to the l a b o r a t o r y in December 1983 
and Ju ly 1986. 
3. Long Range Transport of Atmospheric P o l l u t a n t s (LRTAP) 
The Canadian Long Range Transport of Atmospheric Po l lu t an t s (LRTAP) 
program began i n t e r l a b o r a t o r y c o m p a r a b i l i t y s t u d i e s in December 1982 
under the d i r e c t i o n of the Qual i ty Assurance and Methods Divis ion of the 
Nat ional Water Research I n s t i t u t e ( 1 9 ) . The f i r s t s tudy in which the CAL 
p a r t i c i p a t e d was Study L4, which took p lace in August 1983. The CAL and 
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included n a t u r a l w a t e r s , p r e c i p i t a t i o n , and s y n t h e t i c i n t e r n a l re fe rence 
w a t e r s . Those p a r a m e t e r s w h i c h w e r e r o u t i n e l y a n a l y z e d b y t h e 
p a r t i c i p a t i n g l a b o r a t o r i e s were d e t e r m i n e d . Median c o n c e n t r a t i o n s fo r 
each p a r a m e t e r were s e l e c t e d from t h e d a t a r e p o r t e d by a l l o f t h e 
p a r t i c i p a t i n g l a b o r a t o r i e s . These medians became the t a r g e t values used 
to j udge l a b o r a t o r y p e r f o r m a n c e . P a r t i c i p a n t s r e c e i v e d a r a t i n g o f 
s a t i s f a c t o r y , modera te , or poor based on t h e percentage of r e s u l t s from 
t h a t l abo ra to ry t h a t were f lagged for being biased high or low. The CAL 
has c o n s i s t e n t l y received a s a t i s f a c t o r y r a t i n g . 
In 1984-1985, the CAL p a r t i c i p a t e d in s i x LRTAP i n t e r c o m p a r i s o n 
s t u d i e s . Each s t u d y t y p i c a l l y r e q u e s t e d t h e p a r t i c i p a t i n g l a b s t o 
a n a l y z e 10 samples f o r t h o s e p a r a m e t e r s r o u t i n e l y de te rmined by the 
l a b o r a t o r y . In some of the i n t e r compar i sons , the samples were p r i m a r i l y 
s u r f a c e wa te r s wi th high i o n i c s t r e n g t h s . These samples o f t en c r e a t e d 
problems with the a n a l y t i c a l i n s t r u m e n t s at the CAL because they were 
u n f i l t e r e d and f requen t ly contained l a rge amounts of p a r t i c u l a t e m a t t e r . 
Because t he se samples were not comparable to the p r e c i p i t a t i o n samples 
the CAL r o u t i n e l y analyzed a simple s c r e e n i n g p r o t o c o l was e s t a b l i s h e d 
for the s e l e c t i o n of samples in each LRTAP study t h a t would be analyzed 
by t h e CAL s t a f f . Samples t h a t had a measured s p e c i f i c conduc tance 
>100 uS/cm, were h i g h l y c o l o r e d , a n d / o r c o n t a i n e d l a r g e amounts o f 
p a r t i c u l a t e s were n o t a n a l y z e d by t h e CAL. For some s t u d i e s t h i s 
e l i m i n a t e d a l l but t h ree samples from those the CAL ana lyzed . Tables 5 
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through 10 in Appendix D contain the CAL data and the Canada Center for 
Inland Waters (CCIW) medians for a l l of the samples analyzed by the CAL 
for LRTAP intercomparison studies of "Major Ions, Nutrients and Physical 
Properties in Water" in 1984 and 1985. 
For each study, the par t ic ipants received study summaries (19, 20, 
2 1 , 22) provid ing the data for a l l p a r t i c i p a n t s and the medians or 
ta rge t values used to assess laboratory performance. Samples considered 
to be biased high or low, were flagged and the percentage of flagged 
r e s u l t s was used to rank the p a r t i c i p a n t s in each s tudy. Table VI-3 
contains these percentages for the CAL as well as a mean percent flagged 
for a l l p a r t i c i p a n t s . A more de ta i l ed explanation of th is ca lcu la t ion 
and the c r i t e r i a used to determine bias in each study can be found in 
the project summaries l i s t e d in the re fe rences . Portions of Table VI-3 
appeared in the ISWS 21st Progress Report to the Department of Energy 
(17). 
Although the l a s t publ ished r e p o r t (22) for these s t u d i e s was 
issued for study L-9, summaries of a l l succeeding studies are available 
from the CCIW. The study summary for L-11 included a ranking of the 
TABLE VI -3 Summary of Results from the Long Range Transport 
of Atmospheric Pollutants (LRTAP) Program 
Laboratory Intercomparison Studies. 
Laboratory 
Study # Date 
Number of 
Participating 
Labs (n) 
Average Score (%)a 
All Labs ISMS Lab 
L-5 01/84 44 31.40 6.00 
L-6 04/84 39 31.68 0.00 
L-8 11/84 44 33.14 0.00 
L-9 04/85 33 27.44 0.00 
L-10 08/85 42 26.98 0.00 
L-11 12/85 51 31.92 10.00 
a. Average score equals the combined percent of results that 
were either flagged or biased. If all results were flagged and 
determined to be biased, a maximum score of 200% is possible. 
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p a r t i c i p a t i n g l a b o r a t o r i e s based on t h e i r performance in s t u d i e s 6 , 8 , 
9, 10, and 1 1 . The summary ranked 51 l a b o r a t o r i e s a c c o r d i n g to t h e 
a c c u r a c y of t h e d a t a s u b m i t t e d . Of t h e s e 51 l a b o r a t o r i e s , o n l y 25 
( inc lud ing the CAL) had p a r t i c i p a t e d in a l l 5 s t u d i e s . The percentage of 
b i a s e d r e s u l t s f o r t h e combined s t u d i e s was t h e c r i t e r i o n used t o 
d e t e r m i n e t h e l a b o r a t o r y r a n k i n g . The CAL was ranked f i r s t w i t h an 
average score of 2.0%. The mean score for a l l 51 l a b o r a t o r i e s was 34.6%. 
Examination of the CAL data in Table VI-3 shows t h a t the CAL r e s u l t s a re 
c o n s i s t e n t l y c h a r a c t e r i z e d by a l ack of b i a s fo r a l l of t h e s e LRTAP 
s t u d i e s (22) . As with the summary r e s u l t s from the WMO in te rcompar i sons , 
t he CAL scores on the LRTAP s t u d i e s i n d i c a t e t ha t cons is tency and a lack 
of bias are t y p i c a l for the CAL r e s u l t s . 
4. European Monitoring and Eva luat ion Program (EMEP) 
The t h i r d i n t e r n a t i o n a l program t h a t the CAL p a r t i c i p a t e d in during 
t h i s t ime p e r i o d was s p o n s o r e d by t h e Norwegian I n s t i t u t e f o r Air 
Resea rch in L i l l e s t r o m , Norway. Des igna ted the EMEP, t h i s p r o j e c t i s 
des igned to a s s e s s the c o m p a r a b i l i t y of a n a l y t i c a l methods in use by 
E u r o p e a n l a b o r a t o r i e s c o n d u c t i n g r e s e a r c h i n t h e a r e a o f a c i d i c 
d e p o s i t i o n . This program is a coope ra t ive e f f o r t of the United Nations 
Economic Committee for Europe as a p a r t of the monitoring and eva lua t ion 
of the long range t r anspor t of a i r p o l l u t a n t s in tha t region (23) . 
Four s y n t h e t i c p r e c i p i t a t i o n samples c o n t a i n i n g known amounts of 
s u l f a t e , n i t r a t e , ammonium, s t r o n g a c i d , magnesium, sodium, c h l o r i d e , 
calcium, and potassium were provided to each l abora to ry p a r t i c i p a t i n g in 
t h i s s t u d y , with the r e s u l t s forwarded t o the Norwegian I n s t i t u t e for 
c o m p i l a t i o n and d a t a r e p o r t i n g . S u p p o r t i n g methods documenta t ion and 
q u a l i t y assurance p ro toco l s in use a t each f a c i l i t y were a l s o provided . 
The CAL l a b o r a t o r y was f i r s t i n v i t e d to p a r t i c i p a t e in t h i s program in 
1984. A summary of the CAL measured r e s u l t s compared with the expected 
concen t ra t ions is presented in Table VI-4. No data on the performance of 
t h e CAL l a b o r a t o r y r e l a t i v e to the r e s t of the EMEP p a r t i c i p a n t s is 
a v a i l a b l e ; however, the mean pe rcen t d e v i a t i o n of the CAL r e s u l t s was 
a p p r o x i m a t e l y 4%. Th is v a l u e i s c o n s i s t e n t w i t h t h e mean p e r c e n t 
dev ia t ions reported for the WMO and LRTAP in tercompar isons . 
Continued p a r t i c i p a t i o n in i n t e r l a b o r a t o r y comparisons such as t h i s 
is an i n t e g r a l pa r t of the CAL's q u a l i t y assurance program. In a d d i t i o n 
to providing an independent assessment of the accuracy of our l abora to ry 
measurements , the methods documenta t ion s u p p l i e d wi th the a n a l y t i c a l 
r e s u l t s forms a d a t a base t h a t can be used by a l l p a r t i c i p a n t s to 
compare t h e i r methodologies to those used by other l a b o r a t o r i e s . 
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TABLE VI-4 EMEP Study 
April 1984 
Compared to 
#8 Interlaboratory Comparison Study 
- CAL Reported Values 
EMEP Expected Values. 
Parameter EMEP 
G1 
CAL EMEP 
Sample 
G2 
CAL 
Number 
EMEP 
G3 
CAL EMEP 
G4 
CAL 
Calcium (mg/L) 0.97 0.962 0.58 0.577 0.46 0.461 0.89 0.884 
Magnesium (mg/L) 0.46 0.444 0.40 0.386 0.10 0.097 0.08 0.077 
Sodium (mg/L) 1.57 1.54 3.59 3.44 3.99 3.84 1.80 1.76 
Potassium (mg/L) 0.43 0.429 0.52 0.505 0.22 0.213 0.17 0.172 
Ammonium (mg/L) 0.31 0.27 0.26 0.22 1.12 1.11 1.40 1.37 
Nitrate + 
Nitrite (mg/L) 4.25 4.24 2.43 2.44 2.08 2.07 4.82 4.82 
Chloride (mg/L) 2.33 2.32 2.13 2.13 2.69 2.69 3.14 3.15 
Sulfate (mg/L) 5.09 4.67 7.82 7.70 8.51 8.39 5.48 5.18 
pH (units) 4.24 4.28 4.78 4.78 4.88 4.85 4.16 4.18 
Specific 
Conductance 
(uS/cm) 
44.0 46.6 35.6 38.3 38.3 41.0 52.7 56.1 
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VII. SUMMARY 
When first organized, the NADP established as one of its primary 
goals the production of analytical data which were of the highest 
quality. To achieve this end, the NADP Quality Assurance Plan-
Deposition Monitoring (2) was developed in 1984 to clearly define the 
guidelines for field, laboratory, and data management operations. This 
QA Plan also fully documents the requirements of the network for all 
three areas of operation. 
The CAL was directed to produce data whose precision and bias were 
quantified. Minimum method detection limits were established for all 
analytical parameters, and limits for variance in accuracy were defined. 
Finally, complete documentation of all quality assurance procedures in 
use at the CAL was required as well as annual reports of the information 
derived from the quality assurance data. 
The QA Report for 1978-1983 (1) described the early stages in the 
development of the CAL laboratory quality assurance program. The 
present report continues that documentation by detailing the refinements 
to the program that occurred during 1984 and 1985. Suggestions from 
members of NADP/NTN Subcommittee 2 on Quality Assurance were integral to 
this continued development, as were the guidelines set forth in the QA 
Plan. 
The data presented in this report indicate that the CAL has been 
successful in meeting the network requirements as detailed in the QA 
Plan (2). The analytical bias and precision tables in Section IV show 
that the desired limits for variance in accuracy were achieved. The MDLs 
listed in Table II-1 meet or exceed those listed in the QA Plan. The 
initiation of an internal blind program, coupled with the changes to the 
replicate analysis procedures, provide the data user with additional 
information for assessing the quality of the CAL data. The data that 
result from these new procedures provide a truer indication of the 
quality of the network sample data than did the information obtained 
from the analysis of internal reference samples alone. Confirmation of 
the CAL data quality is provided by the CAL's performance in several 
interlaboratory performance studies. Table VII-1 highlights the changes 
that have occurred to the laboratory quality assurance program. 
The analytical methods manual (3) that became available in 1986 
documents all the laboratory procedures used to analyze the network 
samples. This report in conjunction with the one published in 1987 (1) 
provides documentation of the procedures and the data produced for the 
laboratory quality assurance program through 1985. The CAL, in 
conjunction with the NADP/NTN Quality Assurance Manager and the 
Coordinator's Office, is currently working to provide quality assurance 
data in a more timely manner, thus meeting all of the goals of the 
Quality Assurance Plan. 
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TABLE VII-1 Changes to the Laboratory 
Quality Assurance Program. 
A. Documentation of Standard Operating Procedures 
1984-1985 - Development of analytical methods manual (in-
cludes new method for calculating MDL). 
1987 - Publication of Quality Assurance Report for 
1978-1983 (March). 
B. Change in Analytical Methods 
1985 - Analysis of sulfate, nitrate, and chloride ions 
changed from automated wet chemical methods to 
ion chromatography resulting in minor changes 
in the MDLs for the three ions (May). 
C. New Facilities 
1985 - Move to new facilities results in improved 
laboratory, office, and storage areas; equipment 
to maintain a clean air environment installed 
in the laboratories; new deionizing system in-
stalled; walk-in coolers available for sample 
and supplies storage (November). 
D. Laboratory Blanks 
1982 - Dishwasher installed to wash buckets; city tap 
water used for wash cycle with DI water rinse 
(May). 
1984 - Dishwasher replumbed to use only DI water for 
all cycles (November). 
1984 - pH and specific conductance measured for all 
blank samples (January). 
1984-1985 - Special bucket blank studies performed to 
investigate both prolonged and normal exposure 
of acidic solutions and prolonged exposure of 
DI water to the sample containers. 
TABLE VII-1 (concluded) Changes to the Laboratory 
Quality Assurance Program. 
E. Analytical Bias and Precision 
1984 - O/Q replicate split analyses begun (July). 
1984 - Internal blind sample program begun (July). 
F. Reanalysis 
1981 - Criteria for IPD and CPD established (October). 
1987 - Factors used to calculate conductivity changed 
(March). 
G. Interlaboratory Comparisons 
1980 - First CAL participation in WMO intercomparisons. 
1981 - Certification as an environmental laboratory 
granted by IEPA; recertification obtained in 
1983 (December) and 1986 (July). 
1982 - USGS interlaboratory comparisons begun 
1983 - First CAL participation in LRTAP inter-
laboratory comparability studies (August). 
1984 - First CAL participation in EMEP studies (April). 
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APPENDIX A 
Glossary of Terms 
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GLOSSARY OF TERMS 
T e r m Abbreviation Definition 
Accuracy The difference between the mean 
value and the true value when the 
latter is known or assumed. The 
concept of accuracy includes both 
bias (systematic error) and pre-
cision (random error). 
Bias A persistent positive or negative 
deviation of the measured value 
from the true value due to the 
experimental method. In practice, 
it is expressed as the difference 
between the mean value obtained 
from repetitive analysis of a 
homogenous sample and the accepted 
true value. 
Bias = measured value - true value 
Critical Percent A calculated percent used to 
determine if the measured bias is 
or is not statistically signifi-
cant. It is calculated from the 
formula: 
and: 
s = standard deviation 
n = number of values 
= t statistic at the 95% confidence 
level and (n1 + n2)-2 degrees of 
freedom 
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External Blind A quality assurance sample of known 
Sample analyte concentrations submitted to 
the CAL by an external agency. 
These samples arrive in normal 
sample containers and undergo 
routine processing and analysis. 
The fact that the sample was not a 
routine sample is not known by the 
CAL until all analyses are 
complete. Data from the analysis of 
these samples can be used to assess 
the potential for contamination of 
the network samples through routine 
field and laboratory handling 
procedures. 
Internal Blind A quality assurance sample of known 
Sample analyte concentrations submitted 
for sample processing and routine 
analysis by the Laboratory Quality 
Assurance Specialist. The fact that 
these samples are blinds is known 
only to the processing staff. The 
expected analyte concentrations are 
unknown to both the processing 
staff and the analysts. Data from 
the analysis of these samples 
provide another means of assessing 
laboratory bias and precision. 
Laboratory Spike A known volume of analyte added to 
one portion of a replicate or split 
sample. The concentration of the 
added analyte should approximate 
that found in the unspiked sample. 
The difference in analyte 
concentration between the spiked 
and unspiked samples is used to 
determine the percent recovery. 
These samples are used in methods 
development and comparisons and 
provide an estimate of the accuracy 
of the methods selected for 
analysis. 
Mean 
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Mean Bias 
Mean Percent 
Recovery 
Method Detection MDL The minimum concentration of an 
Limit analyte that can be reported with 
99% confidence that the value is 
above zero. The MDL is operation­
ally defined as: 
where: 
s = standard deviation of 
repetitive measurements (≥7) 
of a solution containing the 
analyte at a concentration near 
the estimated MDL. 
= student's t value for a one-
tailed test appropriate for a 
99% confidence level and a 
standard deviation estimate 
with n-l degrees of freedom. 
Percent Bias The difference between the mean 
value obtained by repeated analysis 
of a homogenous sample and the 
accepted true value expressed as a 
percentage of the true value: 
Percent Recovery An estimate of the bias of an 
analytical method determined from 
analyte spikes of natural samples. 
The percent recovery is calculated 
as: 
where: 
a = measured concentration 
of spiked sample 
b = measured concentration 
of unspiked sample 
c = calculated spike 
concentration 
Precision The degree of agreement of repeated 
measurements of a homogenous sample 
by a specific procedure, expressed 
in terms of dispersion of the 
values obtained about the mean 
value. It is often reported as the 
sample standard deviation (s). 
Quality Assessment The system of procedures that 
ensures that quality control 
practices are achieving the desired 
goal in terms of data quality. This 
includes continuous evaluation of 
analytical performance data. 
Quality Assurance A program designed to reduce mea-
Program surement error to tolerable limits 
and provide the means of ensuring 
data validity. This includes both 
quality control and quality assess-
ment activities. 
Quality Control QC The system of procedures designed 
to eliminate analytical error. 
These procedures determine 
potential sources of sample 
contamination and monitor 
analytical procedures to produce 
data within prescribed tol-
erance limits. 
Quality Control QCS A sample containing known concen-
Check Sample trations of analytes . The 
laboratory uses this sample to 
routinely demonstrate that it can 
obtain acceptable results with 
procedures being used to analyze 
wet deposition samples. Analyte 
true values are known by the 
analyst. 
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Relative Standard RSD The standard deviation expressed as 
Deviation a percentage. 
Replicates Two aliquots of the same sample 
(Splits) treated identically throughout a 
laboratory analytical procedure. 
Analyses of laboratory replicates 
indicate the precision associated 
with laboratory procedures but not 
with sample collection and field 
handling (processing). These 
samples may also be referred to as 
splits. 
Sensitivity The method signal response per unit 
of analyte. 
Standard Deviation s A number that represents the dis-
persion of values around their 
mean, calculated as: 
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APPENDIX B 
Laboratory Blanks 
Plots and Tables 
1984-1985 
FIGURE 1. Measured calcium mass in upright bucket blanks for 1984 and 1985. 
FIGURE 2. Measured magnesium mass in upright bucket blanks for 1984 and 1985. 
FIGURE 3. Measured sodium mass in upright bucket blanks for 1984 and 1985. 
FIGURE 4. Measured potassium mass in upright bucket blanks for 1984 and 1985. 
FIGURE 5. Measured ammonium mass in upright bucket blanks for 1984 and 1985. 
FIGURE 6. Measured sulfate mass in upright bucket blanks for 1984 and 1985. 
FIGURE 7. Measured nitrate-nitrite mass in upright bucket blanks for 1984 and 
measured nitrate mass in upright bucket blanks for 1985. 
FIGURE 8. Measured chloride mass in upright bucket blanks for 1984 and 1985. 
FIGURE 9. Measured pH in upright bucket blanks for 1984 and 1985. 
FIGURE 10. Measured specific conductance in upright bucket 
blanks for 1984 and 1985. 
FIGURE 11. Measured calcium mass in inverted bucket blanks for 1984 and 1985. 
FIGURE 12. Measured magnesium mass in inverted bucket blanks for 1984 and 1985. 
FIGURE 13. Measured sodium mass in inverted bucket blanks for 1984 and 1985. 
FIGURE 14. Measured potassium mass in inverted bucket blanks for 1984 and 1985. 
FIGURE 15. Measured ammonium mass in inverted bucket blanks for 1984 and 1985. 
FIGURE 16. Measured sulfate mass in inverted bucket blanks for 1984 and 1985. 
FIGURE 17. Measured nitrate-nitrite mass in inverted bucket blanks for 1984 and 
measured nitrate mass in inverted bucket blanks for 1985. 
FIGURE 18. Measured chloride mass in inverted bucket blanks for 1984 and 1985. 
FIGURE 19. Measured pH in inverted bucket blanks for 1984 and 1985. 
FIGURE 20. Measured specific conductance in inverted bucket 
blanks for 1984 and 1985. 
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TABLE 1 Minimum Detectable 
Blanks Analyzed in 
Mass 
1984 
Values for Bucket 
and 1985. 
Analyte 
Minimum Mass Value 
1984 
(ug/bucket) 
1985 
Calcium 0.45 0.45 
Magnesium 0.15 0.15 
Sodium 0.15 0.15 
Potassium 0.15 0.15 
Ammonium 1.0 1.0 
Sulfate 5.0 1.5 
Nitrate-
Nitrite 
1.0 1.5 
Chloride 1.0 1.5 
Orthophosphate 0.15 0.15 
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TABLE 2 Analyte Concentration Sumary Cor 
Leachate A for 1984. 
Filter 
Analyte na 
Detection 
Limit (mg/L) 
Frequency 
HDL (%) 
of Percentile 
50th 
(mg/L) 
95th 
Calcium 50 0.009 98.0 <0.009 <0.009 
Magnesium 50 0.003 90.0 <0.003 0.004 
Sodium 50 0.003 46.0 0.004 0.012 
Potassium 50 0.003 84.0 <0.003 0.004 
Ammonium 50 0.02 78.0 <0.02 0.05 
Sulfate 50 0.10 74.0 <0.10 0.39 
Nitrate-
Nitrite 50 0.02 88.0 <0.02 0.02 
Chloride 50 0.02 78.0 <0.02 0.05 
Ortho-
phosphate 50 0.003 90.0 <0.003 0.010 
a. number of ana lyses 
TABLE 3 Analyte Concentration Summary 
Leachate B for 1984. 
for Filter 
Analyte na 
Detection 
Limit (mg/L) 
Frequency 
MDL (%) 
of Percentile 
50th 
(mg/L) 
95th 
Calcium 50 0.009 96.0 <0.009 <0.009 
Magnesium 50 0.003 94.0 <0.003 <0.003 
Sodium 50 0.003 80.0  <0.003 0.006 
Potassium 50 0.003 90.0 <0.003 0.004 
Ammonium 50 0.02 80.0 <0.02 0.05 
Sulfate 50 0.10 80.0 <0.10 0.41 
Nitrate-
Nitrite 50 0.02 100.0 <0.02 <0.02 
Chloride 50 0.02 88.0 <0.02 <0.02 
Ortho-
phosphate 50 0.003 80.0 <0.003 0.007 
a. number of ana lyses 
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TABLE 4 Analyte Concentration Summary for Filter 
Leachate A for 1985. 
Detection Frequency of Percentile (mg/L) 
Analyte na Limit (mg/L) MDL (%) 50th 95th 
Calcium 47 0.009 87.0 <0.009 0.010 
Magnesium 47 0.003 59.6 <0.003 0.006 
Sodium 47 0.003 23.4 0.010 0.042 
Potassium 47 0.003 95.7 <0.003 <0.003 
Ammonium 45 0.02 97.8 <0.02 <0.02 
Sulfate 
AC 15 0.10 100.0 <0.10 <0.10 
IC 30 0.03 86.7 <0.03 0.04 
Nitrate-
Nitrite AC 15 0.02 93.3 <0.02 0.02 
Nitrate IC 30 0.03 90.0 <0.03 0.05 
Chloride 
AC 15 0.02 66.7 <0.02 0.04 
IC 30 0.03 70.0 <0.03 0.06 
Ortho-
phosphate 45 0.003 64.4 <0.003 0.023 
a. number of ana lyses 
TABLE 5 Analyte Concentration Summary for Filter 
Leachate B for 1985. 
na 
Detection Frequency of Percentile (mg/L) 
Analyte Limit (mg/L) MDL (%) 50th 95th 
Calcium 47 0.009 95.7 <0.009 <0.009 
Magnesium 47 0.003 91.5 <0.003 0.003 
Sodium 47 0.003 72.3 <0.003 0.007 
Potassium 47 0.003 97.9 <0.003 <0.003 
Ammonium 45 0.02 100.0 <0.02 <0.02 
Sulfate 
AC 15 0.10 80.0 <0.10 0.35 
Nitrate-
Nitrite AC 15 0.02 93.3 <0.02 0.02 
Nitrate IC 30 0.03 96.7 <0.03 <0.03 
Chloride 
AC 15 0.02 93.3 <0.02 0.02 
IC 30 0.03 100.0 <0.03 <0.03 
Ortho-
phosphate 45 0.003 82.2 <0.003 0.010 
a. number of ana lyses 
94 
TABLE 6 Median pH and Specific Conductance 
Measurements Found in Filter Leachates 
A and B for 1984 and 1985. 
Median Value Measured 
Leachate A B 
Analyte 1984 1985 1984 1985 
pH (units) 5.60 5.56 5.59 5.56 
Specific 
Conductance 
(uS/cm) 
1.2 1.3 1.2 1.5 
na 50 47 50 47 
a. number of analyses 
TABLE 7 Median Analyte Concentration Values 
for Deionized Water Blank for 1984-1985. 
Analyte 
Median Concentration 
Room 61a 
1984 1985 
Value (mg/L) 
Room 129a 
1984 1985 
pH (units) 
Specific 
Conductance 
(uS/cm) 
nb 
5.59 5.57 
1.1 1.0 
49 41 
5.60 5.61 
1.1 1.0 
32 37 
a. sample processing laboratory is room 61 and a 
spectroscopy laboratory is room 129 
b. number of analyses 
tomic absorption 
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TABLE 8 Analyte Concentration Summary for 
the Sample Processing Laboratory 
Deionized Water for 1984. 
Analyte na 
Detect ion 
Limit (mg/L) 
Frequency 
MDL (%) 
of Percentile 
50th 
(mg/L) 
95 th 
Calcium 48 0.009 100.0 <0.009 <0.009 
Magnesium 4B 0.003 97.9 <0.003 <0.003 
Sodium 48 0.003 91.7 <0.003 0.003 
Potassium 48 0.003 100.0 <0.003 <0.003 
Ammonium 49 0.02 91.8 <0.02 0.03 
Sulfate 49 0.10 73.5 <0.10 0.35 
Nitrate-
Nitrite 49 0.02 100.0 <0.02 <0.02 
Chloride 49 0.02 100.0 <0.02 <0.02 
Ortho-
phosphate 49 0.003 95.9 <0.003 <0.003 
a. number of analyses 
TABLE 9 Analyte Concentration Summary for 
the Sample Processing Laboratory 
Deionized Hater for 1985. 
Analyte a n 
Detection 
Limit (ng/L) 
Frequency 
MDL (%) 
of Percentile 
SOth 
(mg/L) 
95th 
Calcium 41 0.009 100.0 <0.009 <0.009 
Magnesium 41 0.003 100.0 <0.003 <0.003 
Sodium 41 0.003 92.7 <0.003 0.003 
Potassium 41 0.003 97.6 <0.003 <0.003 
Ammonium 41 0.02 97.6 <0.02 <0.02 
Sulfate 
AC 
IC 
17 
24 
0.10 
0.03 
88.2 
87.5 
<0.10 
<0.03 
0.12 
0.03 
Nitrate-
Nitrite AC 
Nitrate IC 
17 
24 
0.02 
0.03 
94.1 
95.8 
<0.02 
<0.03 
0.02 
<0.03 
Chloride 
AC 
IC 
17 
24 
0.02 
0.03 
100.0 
95.8 
<0.02 
<0.03 
<0.02 
<0.03 
Ortho-
phosphate 41 0.003 85.4 <0.003 0.006 
a. number of analyses 
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TABLE 10 Analyte Concentration Summary for 
the Atomic Absorption Spectroscopy 
Laboratory Deionized Water for 1984. 
Analyte na 
Detection 
Limit (mg/L) 
Frequency of 
MDL (%) 
Percentile 
50th 
(mg/L) 
95th 
Calcium 29 0.009 100.0 <0.009 <0.009 
Magnesium 29 0.003 96.6 <0.003 <0.003 
Sodium 29 0.003 100.0 <0.003 <0.003 
Potassium 29 0.003 96.6 <0.003 <0.003 
Ammonium 32 0.02 90.6 <0.02 0.04 
Sulfate 32 0.10 84.4 <0.10 0.37 
Nitrate-
Nitrite 32 0.02 100.0 <0.02 <0.02 
Chloride 32 0.02 96.9 <0.02 <0.02 
Ortho-
phosphate 32 0.003 96.9 <0.003 <0.003 
a. number of ana lyses 
TABLE 11 Analyte Concentration Summary for 
the Atomic Absorption Spectroscopy 
Laboratory Deionized Hater for 1985. 
na 
Detection Frequency of Percentile (mg/L) 
Analyte Limit (mg/L) MDL (%) 50th 95th 
Calcium 37 0.009 100.0 <0.009 <0.009 
Magnesium 37 0.003 94.6 <0.003 0.003 
Sodium 37 0.003 94.6 <0.003 0.003 
Potassium 37 0.003 100.0 <0.003 <0.003 
Ammonium 37 0.02 100.0 <0.02 <0.02 
Sulfate 
AC 13 0.10 84.6 <0.10 0.10 
IC 24 0.03 91.7 <0.03 0.03 
Nitrate-
Nitrite AC 13 0.02 100.0 <0.02 <0.02 
Nitrate IC 24 0.03 100.0 <0.03 <0.03 
Chloride 
AC 13 0.02 100.0 <0.02 <0.02 
IC 24 0.03 100.0 <0.03 <0.03 
Ortho-
phosphate 37 0.003 83.8 <0.003 0.010 
a. number of analyses 
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APPENDIX C 
Replicate Sample Analyses 
Plots and Tables 
1984-1985 
FIGURE 1. A/B replicate plots for calcium for 1984. 
FIGURE 2. A/B replicate plots for calcium for 1985. 
FIGURE 3. A/B replicate plots for magnesium for 1984. 
FIGURE 4. A/B replicate plots for magnesium for 1985. 
FIGURE 5. A/B replicate plots for sodium for 1984. 
FIGURE 6. A/B replicate plots for sodium for 1985. 
FIGURE 7. A/B replicate plots for potassium for 1984. 
FIGURE 8. A/B replicate plots for potassium for 1985. 
FIGURE 9. A/B replicate plots for ammonium for 1984. 
FIGURE 10. A/B replicate plots for ammonium for 1985. 
FIGURE 11. A/B replicate plots for sulfate for 1984. 
FIGURE 12. A/B replicate plots for sulfate for 1985. 
FIGURE 13. A/B replicate plots for nitrate-nitrite for 1984. 
FIGURE 14. A/B replicate plots for nitrate for 1985. 
FIGURE 15. A/B replicate plots for chloride for 1984. 
FIGURE 16. A/B replicate plots for chloride for 1985. 
FIGURE 17. A/B replicate plots for hydrogen ion for 1984. 
FIGURE 18. A/B replicate plots for hydrogen ion for 1985. 
FIGURE 19. A/B replicate plots for specific conductance for 1984. 
FIGURE 20. A/B replicate plots for specific conductance for 1985. 
FIGURE 21. O/Q replicate plots for calcium for 1984. 
FIGURE 22. O/Q replicate plots for calcium for 1985. 
FIGURE 23. O/Q replicate plots for magnesium for 1984. 
FIGURE 24. O/Q replicate plots for magnesium for 1985. 
FIGURE 25. O/Q replicate plots for sodium for 1984. 
FIGURE 26. O/Q replicate plots for sodium for 1985. 
FIGURE 27. O/Q replicate plots for potassium for 1984. 
FIGURE 28. O/Q replicate plots for potassium for 1985. 
FIGURE 29. O/Q replicate plots for ammonium for 1984. 
FIGURE 30. O/Q replicate plots for ammonium for 1985. 
FIGURE 31. O/Q replicate plots for sulfate for 1984. 
FIGURE 32. O/Q replicate plots for sulfate for 1985. 
FIGURE 33. O/Q replicate plots for nitrate-nitrite for 1984. 
FIGURE 34. O/Q replicate plots for nitrate for 1985. 
FIGURE 35. O/Q replicate plots for chloride for 1984. 
FIGURE 36. O/Q replicate plots for chloride for 1985. 
FIGURE 37. O/Q replicate plots for hydrogen ion for 1984. 
FIGURE 38. O/Q replicate plots for hydrogen ion for 1985. 
FIGURE 39. O/Q replicate plots for specific conductance for 1984. 
FIGURE 40. O/Q replicate plots for specific conductance for 1985. 
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TABLE 1 (A-B) Data 
Analysis in 
Summary 
1984. 
for Replicate 
Hedian Mean Standard 
Parameter na Difference Difference Deviation 
(mg/L) (mg/L) (mg/L) 
Calcium 231 0.001 0.001 0.006 
Magnesium 231 0.000 0.000 0.001 
Sodium 231 0.000 0.001 0.006 
Potassium 231 0.000 0.000 0.001 
Ammonium 231 0.00 0.00 0.02 
Sulfate 231 0.00 0.01 0.08 
Nitrate-
Nitrite 231 0.00 0.00 0.03 
Chloride 231 0.00 0.00 0.03 
pH (units) 231 0.00 0.00 0.02 
Specific 
Conductance 231 0.0 -0.1 0.2 
(uS/cm) 
a. number of replicate pairs 
TABLE 2 (O-Q) Data Summary for Replicate 
Analysis in 1984. 
Parameter na 
Hedian 
Difference 
(mg/L) 
Mean 
Difference 
(mg/L) 
Standard 
Deviation 
(mg/L) 
Calcium 108 -0.001 -0.003 0.034 
Magnesium 108 0.000 -0.001 0.009 
Sodium 108 0.000 0.007 0.156 
Potassium 108 0.000 -0.006 0.059 
Ammonium 108 0.00 0.00 0.05 
Sulfate 108 0.01 0.01 0.12 
Nitrate-
Nitrite 108 0.00 0.01 0.12 
Chloride 108 0.00 0.01 0.15 
pH (units) 108 -0.01 -0.01 0.02 
Specific 
Conductance 108 -0.1 -0.2 1.2 
(uS/cm) 
a. number of replicate pairs 
140 
TABLE 3 (A-B) Data 
Analysis in 
Summary for Replicate 
1985. 
Median Mean Standard 
Parameter na Difference Difference Deviation 
(mg/L) (mg/L) (mg/L) 
Calcium 177 0.000 0.000 0.003 
Magnesium 177 0.000 0.000 0.002 
Sodium 177 0.000 0.000 0.005 
Potassium 177 0.000 -0.001 0.014 
Ammonium 177 0.00 0.00 0.01 
Sulfate 177 0.00 -0.01 0.06 
Nitrate 177 0.00 -0.01 0.0b 
Chloride 177 0.00 0.00 0.03 
pH (units) 177 0.00 0.00 0.02 
Specific 
Conductance 177 0.0 0.0 0.4 
(uS/cm) 
a. number of replicate pairs 
TABLE 4 (O-Q) Data Summary 
Analysis in 1985. 
for Replicate 
Parameter na 
Median 
Difference 
(mg/L) 
Mean 
Difference 
(mg/L) 
Standard 
Deviation 
(mg/L) 
Calcium 176 0.000 -0.001 0.007 
Magnesium 176 0.000 0.000 0.002 
Sodium 176 0.000 0.000 0.048 
Potassium 176 0.000 0.000 0.012 
Ammonium 176 0.00 0.00 0.05 
Sulfate 176 0.00 -0.01 0.27 
Nitrate 176 0.00 -0.01 0.11 
Chloride 176 0.00 0.01 0.08 
pH (units) 176 0.00 -0.01 0.02 
Specific 
Conductance 
(uS/cm) 
176 0.0 -0.1 0.7 
a. number of replicate pairs 
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APPENDIX D 
Interlaboratory Comparison Data 
WMO and LRTAP 
1984-1985 
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TABLE 1 Inter/laboratory Comparison of Reference 
Precipitation Samples - April 1984 -
Compares CAL Values to Expected Values. 
Saaples 
Paraaeter 
1XXX 
CAL Expected 
2XXX 
CAL Expected 
3XXX 
CAL Expected 
Calcium (mg/L) 0.052 0.056 0.010 0.013 0.104 0.115 
Magnesium (mg/L) 0.020 0.022 0.010 0.010 0.038 0.040 
Sodium (mg/L) 0.185 0.185 0.243 0.241 0.483 0.490 
Potassium (mg/L) 0.078 0.066 0.096 0.094 0.097 0.094 
Armonium (mg/L) 0.12 0.107 0.84 0.808 1.09 1.028 
Nitrate (mg/L) 0.49 0.496 0.53 0.505 6.95 6.861 
Chloride (mg/L) 0.27 0.28 0.40 0.41 1.23 1.26 
Sulfate (mg/L) 2.52 2.427 6.14 6.318 10.31 11.028 
pH (units) 4.31 4.28 4.03 4.01 3.58 3.55 
Specific 23.8 
Conductance (uS/cm) 
24.2 48.5 50.7 129.2 136.2 
TABLE 2 Interlaboratory Comparison of Reference 
Precipitation Samples - October 1984 -
Compares CAL Values to Expected Values. 
Para meter 
Saaples 
1XXX 2XXX 3XXX 
CAL Expected CAL Expected CAL Expected 
Calcium (mg/L) 0.048 0.053 0.132 0.133 <0.009 0.005 
Magnesium (mg/L) 0.019 0.019 0.010 0.010 0.039 0.038 
Sodium (mg/L) 0.190 0.187 0.251 0.246 0.488 0.486 
Potassium (mg/L) 0.069 0.067 0.088 0.082 0.101 0.099 
Ammonium (mg/L) 0.10 0.097 0.85 0.788 1.11 1.020 
Nitrate (mg/L) 0.49 0.509 0.53 0.522 0.58 0.611 
Chloride (mg/L) 0.31 0.29 0.64 0.63 0.96 0.92 
Sulfate (mg/L) 2.61 2.615 8.09 8.230 11.68 11.034 
pH (units) 4.24 4.28 3.86 3.88 3.73 3.73 
Specific 
Conductance (uS/cm) 
25.0 24.4 64.1 66.0 90.2 92.7 
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TABLE 3 Interlaboratory Comparison of Reference 
Precipitation Saaples - April 1985 -
Compares CAL Values to Expected Values. 
Saaples 
Parameter CAL 
1XXX 
Expected 
2XXX 
CAL Expected 
3XXX 
CAL Expected 
Calcium (mg/L) 0.049 0.054 0.050 0.057 0.052 0.053 
Magnesium (mg/L) 0.019 0.019 0.010 0.010 0.039 0.039 
Sodium (mg/L) 0.191 0.194 0.247 0.247 0.400 0.401 
Potassium (mg/L) 0.087 0.086 0.080 0.079 0.079 0.080 
Ammonium (mg/L) 0.09 0.100 0.82 0.788 1.20 1.153 
Nitrate (mg/L) 0.49 0.486 0.49 0.513 7.92 7.959 
Chloride (mg/L) 0.39 0.390 0.35 0.376 1.29 1.29 
Sulfate (mg/L) 1.77 1.992 6.26 7.115 8.78 10.159 
pH (units) 4.40 4.39 4.00 4.00 3.58 3.56 
Specific 
Conductance (uS/ 
21.2 
cm) 
20.2 54.6 53.1 136.4 134.3 
TABLE 4 Interlaboratory Comparison of Reference 
Precipitation Samples - October 1985 -
Compares CAL Values to Expected Values. 
Samples 
Paraaeter CAL 
1XXX 
Expected 
2XXX 
CAL Expected 
3XXX 
CAL Expected 
Calcium (ng/L) 0.052 0.050 0.134 0.140 3.68 3.603 
Magnesium (mg/L) 0.021 0.020 0.012 0.012 0.362 0.352 
Sodium (mg/L) 0.178 0.176 0.244 0.243 0.507 0.504 
Potassium (mg/L) 0.071 0.074 0.087 0.090 5.389 5.430 
Ammonium (mg/L) 0.12 0.103 0.80 0.808 0.91 0.846 
Nitrate (mg/L) 0.62 0.638 0.53 0.520 9.03 8.919 
Chloride (mg/L) 0.31 0.290 0.68 0.630 8.63 8.33 
Sulfate (mg/L) 2.70 2.52 7.98 7.73 35.0 34.2 
pH (units) 4.27 4.29 3.92 3.92 3.20 3.19 
Specific 26.8 
Conductance (uS/cm) 
24.7 64.6 51.6 333.5 322.2 
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TABLE 5 LETAP Interlaboratory Comparability 
January 1984 - CAL Reported Values 
Compared to CCIH Median Values for 
Participating Laboratories.a 
Study L5 -
All 
Parameter 
5 
CAL CCIW 
Sample Number 
6 
CAL CCIH 
8 
CAL CCIW 
Calcium (mg/L) 1.00 0.99 1.54 1.5 0.315 0.31 
Magnesium (mg/L) 0.212 0.21 0.337 0.33 0.067 0.07 
Sodium (ng/L) 0.214 0.21 0.310 0.30 0.518 0.51 
Potassium (mg/L) 0.125 0.12 0.148 0.15 0.335 0.32 
Nitrate + 
Nitrite (mg/L) 0.57 0.56 0.78 0.76 0.01 0.009 
Chloride (mg/L) 0.63 0.67 0.91 0.90 1.53 1.5 
Sulfate (mg/L) 4.84 4.9 5.32 5.4 0.36 0.43 
pH (units) 4.38 4.3 4.46 4.4 5.80 5.7 
Specific 
Conductance 
(uS/cm) 
33.3 35.6 35.2 36.5 7.4 8.1 
a. number of par ticlpating laboratories = 44 
TABLE 6 LRTAP Intel-laboratory Comparability Study L6 
Hay 1984 - CAL Reported Values Coopaired 
to CCIW Median Values for Ail 
— 
Participating 1 Laboratories.a 
1 
Sample Number 
2 3 
Parameter CAL CCIW CAL CCIW CAL CCIW 
Calcium (mg/L) 1.51 1.50 2.44 2.42 0.343 0.310 
Magnesium (mg/L) 0.336 0.34 0.719 0.73 0.068 0.06 
Sodium (mg/L) 0.309 0.31 0.056 0.060 0.581 0.510 
Potassium (mg/L) 0.144 0.144 0.091 0.09 0.342 0.33 
Nitrate + 
Nitrite (mg/L) 3.41 3.41 5.00 5.13 0.04 0.04 
Chloride (mg/L) 1.00 0.900 0.83 0.795 1.66 1.50 
Sulfate (mg/L) 5.28 5.24 5.29 5.20 0.41 0.40 
pH (units) 4.40 4.40 4.75 4.79 5.74 5.64 
Specific 
Conductance 36.9 36.8 33.1 32.5 8.6 8.0 
(uS/cm) 
a. number of parti cipating laboratories = 39 
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TABLE 7 LRTAP Interlaboratory Comparability Study L8 
December 1984 - CAL Reported Values 
Compared to CCIW Median Values for All 
Participating Laboratories.a 
-
Paraaeter CAL 
2 
CCIW CAL 
Sample Number 4 
CCIW CAL 
7 
CCIW CAL 
8 
CCIW 
Calcium (mg/L) 0.038 0.075 3.11 3.00 1.217 1.22 0.325 0.300 
Magnesium (mg/L) 0.716 0.720 0.874 0.900 0.334 0.340 0.069 0.070 
Sodium (mg/L) 0.702 0.700 0.162 0.160 0.318 0.320 0.528 0.501 
Potassium (mg/L) 1.08 1.075 0.082 0.082 0.691 0.700 0.347 0.330 
Nitrate + 
Nitrite (mg/L) 0.49 0.487 4.51 4.515 1.15 1.107 0.09 0.044 
Chloride (mg/L) 0.86 0.900 0.80 0.800 3.28 3.250 1.52 1.500 
Sulfate (mg/L) 2.97 3.000 5.63 5.650 3.40 3.400 0.42 0.410 
pH (units) 5.11 5.13 6.27 6.19 4.61 4.58 5.74 5.70 
Specific 
Conductance 
(uS/cm) 
18.0 18.20 29.0 30.80 31.1 31.20 8.0 8.00 
a. number of partlclpat ing laboratories - 44 
TABLE 8 LRTAP Interlaboratory Comparability Study L9 -
May 1985 - CAL Reported Values Compared 
to CCIW Median Values for All 
Participating Laboratories.a 
Paraaeter 
3 
CAL CCIW 
Sample Number 
4 
CAL CCIW 
5 
CAL CCIW 
Calcium (mg/L) 3.06 3.03 1.21 1.23 0.973 0.98 
Magnesium (mg/L) 0.865 0.89 0.335 0.34 0.207 0.21 
Sodium (mg/L) 0.160 0.16 0.324 0.32 0.222 0.21 
Potassium (mg/L) 0.081 0.08 0.700 0.70 0.133 0.13 
Ammonium (mg/L) <0.02 0.013 0.59 0.580 0.58 0.554 
Nitrate + 
Nitrite (mg/L) 4.52 4.47 1.15 1.11 2.39 2.51 
Chloride (mg/L) 0.78 0.78 3.24 3.24 0.64 0.62 
Sulfate (mg/L) 5.45 5.50 3.30 3.30 4.53 4.80 
pH (units) 6.21 6.10 4.61 4.60 4.36 4.33 
Specific 
Conductance 
(uS/cm) 
30.7 30.70 32.4 31.25 35.5 35.00 
a. number of parti cipating laboratories = 33 
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TABLE 9 LRTAP Interlaboratory Comparability Study L10 -
August 198S - CAL Reported Values 
Conpared to CCIW Median Values for All 
Participating Laboratories.a 
1 Sample 2 
Nuaber 
3 4 
Parameter CAL CCIW CAL CCIW CAL CCIW CAL CCIW 
Calcium (mg/L) 13.0 13.00 8.49 8.61 1.497 1.50 7.44 7.35 
Magnesium (mg/L) 2.63 2.74 1.83 1.90 0.328 0.332 1.53 1.58 
Sodium (mg/L) 1.23 1.22 3.74 3.80 0.311 0.30 1.91 1.90 
Potassium (mg/L) 0.491 0.50 0.174 0.17 0.148 0.14 0.617 0.63 
Ammonium (mg/L) <0.02 0.010 <0.02 0.013 0.49 0.477 <0.02 0.010 
Nitrate + 
Nitrite (mg/L) 1.37 1.33 0.04 0.040 3.41 3.32 1.15 1.08 
Chloride (mg/L) 1.26 1.24 20.98 21.00 0.94 0.930 2.14 1.94 
Sulfate (rag/L) 3.23 3.10 7.62 7.50 5.35 5.29 9.04 8.89 
pH (units) 7.78 7.79 5.54 5.60 4.44 4.42 7.43 7.26 
Specific 
Conductance 95.4 94.85 97.1 95.85 36.3 36.00 64.7 64.00 
(uS/cm) 
a. number of participating laboratories = 42 
TABLE 9 (continued) LRTAP Study L10 -
CAL Reported Values Compared 
Values for All Participating 
- August 1985 -
to CCIW Median 
Laboratories.a 
Parameter CAL 
5 
CCIW CAL 
Saaple Number 
6 
CCIH CAL 
7 
CCIW CAL 
8 
CCIW 
Calcium (mg/L) 3.92 3.92 1.30 1.30 2.38 2.36 0.292 0.289 
Magnesium (mg/L) 0.650 0.670 0.274 0.281 0.720 0.730 0.048 0.050 
Sodium (mg/L) 0.890 0.915 0.516 0.510 0.133 0.130 0.323 0.310 
Potassium (mg/L) 0.402 0.411 0.270 0.270 0.082 0.086 0.155 0.150 
Ammonium (mg/L) <0.02 0.021 <0.02 0.012 0.12 0.124 0.14 0.122 
Nitrate + 
Nitrite (mg/L) 0.58 0.56 0.44 0.41 5.67 5.62 0.62 0.620 
Chloride (mg/L) 0.26 0.26 0.25 0.24 0.38 0.37 0.50 0.48 
Sulfate (mg/L) 12.79 12.75 5.02 4.91 6.47 6.34 0.35 0.33 
pH (units) 6.27 6.10 5.30 5.30 4.48 4.45 6.07 5.90 
Specific 
Conductance 
(uS/cm) 
38.8 39.00 18.1 18.00 40.9 40.00 6.2 6.20 
a. number of pa rticipating laboratories = 42 
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TABLE 9 (concluded) LRTAP Study L10 -
CAL Reported Values Compared 
Values for All Participating 
August 1985 -
to CCIW Median 
Laboratories.a 
Sample Number 
9 10 
Parameter CAL CCIW CAL CCIW 
Calcium (mg/L) 1.74 1.78 0.275 0.28 
Magnesium (mg/L) 0.394 0.40 0.154 0.15 
Sodium (mg/L) 0.515 0.50 1.30 1.29 
Potassium (mg/L) 0.136 0.14 0.200 0.20 
Ammonium (mg/L) 0.04 0.013 0.08 0.070 
Nitrate + 
Nitrite (mg/L) <0.03 0.031 0.44 0.443 
Chloride (mg/L) 0.20 0.20 2.77 2.71 
Sulfate (mg/L) 8.21 8.04 1.86 1.84 
pH (units) 4.41 4.40 4.54 4.52 
Specific 
Conductance 
(uS/cm) 
36.4 35.60 24.4 24.70 
a. number of participat ing laborat ories = 42 
TABLE 10 LRTAP Interlaboratory Comparability Study L11 
December 1985 - CAL Reported Values 
Compared to CCIW Median Values for All 
Participating Laboratories.a 
-
1 
Sample 
2 
Number 
3 4 
Parameter CAL CCIW CAL CCIW CAL CCIW CAL CCIW 
Calcium (mg/L) 2.66 2.630 4.45 4.450 0.978 0.990 0.291 0.280 
Magnesium (mg/L) 0.371 0.376 0.714 0.718 0.206 0.210 0.049 0.050 
Sodium (mg/L) 0.656 0.653 5.88 5.925 0.219 0.210 0.332 0.320 
Potassium (mg/L) 0.243 0.230 0.770 0.780 0.125 0.120 0.154 0.150 
Ammonium (mg/L) <0.02 0.010 <0.02 0.013 0.55 0.534 0.14 0.129 
Nitrate + 
Nitrite (mg/L) 2.77 2.745 0.90 0.908 2.50 2.480 0.61 0.611 
Chloride (mg/L) 0.66 0.710 11.04 11.000 0.58 0.622 0.44 0.472 
Sulfate (mg/L) 3.42 3.360 7.56 7.475 5.01 4.900 0.36 0.360 
pH (units) 6.00 6.00 6.54 6.30 4.33 4.33 6.05 5.92 
Specific 
Conductance 
(uS/cm) 
23.2 22.75 70.0 67.70 36.5 34.05 6.3 6.00 
a. number of participating laboratories = 51 
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TABLE 10 (continued) LRTAP Interlaboratory Comparability 
Study L11 - December 1985 - CAL Reported Values 
Compared to CCIW Median Values for All 
Participating Laboratories.a 
Parameter CAL 
5 
CCIW CAL 
Sample 
CCIH 
Number 
CAL 
7 
CCIH CAL 
8 
CCIW 
Calcium (mg/L) 2.53 2.510 1.21 1.230 2.39 2.385 5.68 5.670 
Magnesium (mg/L) 0.866 0.870 0.336 0.340 0.675 0.680 0.501 0.510 
Sodium (mg/L) 0.168 0.160 0.328 0.320 0.578 0.570 0.622 0.620 
Potassium (mg/L) 0.080 0.080 0.704 0.700 0.406 0.400 0.236 0.230 
Ammonium (mg/L) <0.02 0.009 0.66 0.656 <0.02 0.023 <0.02 0.013 
Nitrate + 
Nitrite (mg/L) 4.89 4.828 1.18 1.152 1.04 1.062 0.92 0.930 
Chloride (mg/L) 0.73 0.783 3.15 3.260 0.35 0.405 0.20 0.240 
Sulfate (mg/L) 5.98 5.890 3.48 3.355 8.58 8.510 6.50 6.345 
pH (units) 5.03 5.05 4.65 4.67 5.47 5.50 7.17 
40.5 
7.10 
Specific 
Conductance 
(uS/cm) 
32.3 31.30 32.3 31.15 29.5 29.00 39.00 
a. number of participating laboratories = 51 
TABLE 10 (concluded) LRTAP Interlaboratory Comparability 
Study Lll - December 1985 - CAL Reported Values 
Compared to CCIH Median Values for All 
Participating Laboratories.a 
Parameter 
9 
CAL CCIW 
Sample Number 
10 
CAL CCIW 
Calcium (mg/L) 6.11 6.115 4.23 4.305 
Magnesium (mg/L) 1.24 1.27 0.926 0.950 
Sodium (mg/L) 0.581 0.580 
0.230 
1.91 1.910 
Potassium (mg/L) 0.234 0.089 0.090 
Ammonium (mg/L) <0.02 0.010 <0.02 0.013 
Nitrate + 
Nitrite (mg/L) 0.60 0.620 <0.03 0.044 
Chloride (mg/L) 0.52 0.560 10.77 10.70 
Sulfate (mg/L) 1.51 1.470 3.89 3.750 
pH (units) 7.54 7.44 5.57 5.64 
Specific 
Conductance 
(uS/cm) 
45.7 44.45 50.2 49.65 
a. number of parti cipating laboratories = 51 
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